Energy calibration and resolution of the CMS electromagnetic calorimeter in pp collisions at \( \sqrt{s} = 7 \) TeV

This content has been downloaded from IOPscience. Please scroll down to see the full text.
2013 JINST 8 P09009
(http://iopscience.iop.org/1748-0221/8/09/P09009)

View the table of contents for this issue, or go to the journal homepage for more

Download details:

IP Address: 137.138.125.164
This content was downloaded on 23/09/2013 at 08:05

Please note that terms and conditions apply.
Energy calibration and resolution of the CMS electromagnetic calorimeter in pp collisions at $\sqrt{s} = 7$ TeV

The CMS collaboration

E-mail: cms-publication-committee-chair@cern.ch

ABSTRACT: The energy calibration and resolution of the electromagnetic calorimeter (ECAL) of the CMS detector have been determined using proton-proton collision data from LHC operation in 2010 and 2011 at a centre-of-mass energy of $\sqrt{s} = 7$TeV with integrated luminosities of about $5\text{fb}^{-1}$. Crucial aspects of detector operation, such as the environmental stability, alignment, and synchronization, are presented. The in-situ calibration procedures are discussed in detail and include the maintenance of the calibration in the challenging radiation environment inside the CMS detector. The energy resolution for electrons from Z-boson decays is better than 2% in the central region of the ECAL barrel (for pseudorapidity $|\eta| < 0.8$) and is 2–5% elsewhere. The derived energy resolution for photons from 125GeV Higgs boson decays varies across the barrel from 1.1% to 2.6% and from 2.2% to 5% in the endcaps. The calibration of the absolute energy is determined from $Z \rightarrow e^+e^-$ decays to a precision of 0.4% in the barrel and 0.8% in the endcaps.

KEYWORDS: Gamma detectors (scintillators, CZT, HPG, HgI etc); Calorimeters; Large detector systems for particle and astroparticle physics


doi:10.1088/1748-0221/8/09/P09009
1 Introduction

The Compact Muon Solenoid (CMS) experiment [1] is designed to search for new physics at the TeV energy scale, exploiting the proton-proton and heavy-ion collisions produced by the Large Hadron Collider (LHC) [2] at CERN. A key part of the research programme is the investigation of electroweak symmetry breaking through the direct search for the standard model (SM) Higgs boson. The two-photon decay (H → γγ) is one of the most sensitive channels in the search for a low-mass Higgs boson (m_H < 150 GeV) [3], and was an essential contributor to the discovery of the new
boson in 2012 [4, 5]. Its distinctive experimental signature is a narrow peak — with a width dominated by the instrumental resolution, the natural width of a low-mass Higgs boson being less than 10 MeV — in the invariant mass distribution of two isolated photons with high momentum component transverse to the beam axis, on top of a large irreducible background from direct production of two photons. Events where at least one of the photon candidates originates from misidentification of jet fragments contribute to an additional, reducible background. The electromagnetic calorimeter (ECAL) [6] of CMS has been specifically designed to provide excellent invariant mass resolution, via precise determination of energy and position, and fine transverse granularity for photon identification purposes, to enhance the sensitivity to the $H \rightarrow \gamma \gamma$ decay. In this paper, we discuss the instrumental and operational aspects of the CMS ECAL that are particularly relevant to the observation of the $H \rightarrow \gamma \gamma$ decay. Emphasis is given to single-channel response stability and uniformity within the ECAL, and to the calibration of the energy of electrons and photons in CMS, as these directly contribute to the overall energy resolution.

The central feature of the CMS detector is a superconducting solenoid 13 m long, with an internal diameter of 6 m. The solenoid generates a 3.8 T magnetic field along the axis of the LHC beams. Within the field volume are a silicon pixel and strip tracker, a lead tungstate scintillating crystal electromagnetic calorimeter and a brass/scintillator hadron calorimeter. A lead/silicon strip preshower detector is installed in front of the crystal calorimeter in the forward sections. Muons are identified and measured in gas-ionization detectors embedded in the outer steel magnetic flux return yoke. The detector is subdivided into a cylindrical barrel part, and endcap disks on each side of the interaction point. Forward calorimeters complement the coverage provided by the barrel and endcap detectors. CMS uses a two-level online trigger system to reduce the event rate from about 20 MHz to about 300 Hz. The first level (L1) uses custom electronics close to the detector to analyze coarse information from the calorimeters and muon detectors to reduce the rate to 100 kHz or less. The second level (known as the high-level trigger) uses a computing farm to analyse the full information from all subdetectors in order to make the final decision on whether to record an event. A detailed description of the CMS detector can be found in [1].

The CMS experiment uses a right-handed coordinate system, with the origin at the nominal interaction point in the centre of CMS, the $x$ axis pointing to the centre of the LHC ring, the $y$ axis pointing vertically up (perpendicular to the LHC plane), and the $z$ axis along the anticlockwise-beam direction. The pseudorapidity $\eta$ is defined as $\eta = -\ln[\tan(\theta/2)]$, where $\theta$ is the polar angle measured from the $z$ axis. The azimuthal angle, $\phi$, is measured in the $x$-$y$ plane.

The installation of the ECAL crystal calorimeter inside the CMS detector was completed in August 2008. The preshower detector was installed in 2009. Early commissioning and initial calibrations were performed with cosmic-ray muons [7] and using a special data sample collected before collisions were achieved, where bunches of $10^9$ protons from the LHC were dumped in the collimators 150 m upstream of CMS. These results are summarized in [8–10].

The results presented in this paper make use of proton-proton collision data from LHC operation in 2010 and 2011 at a centre-of-mass energy $\sqrt{s} = 7$ TeV with integrated luminosities of $36 \, \text{pb}^{-1}$ and $4.98 \, \text{fb}^{-1}$, respectively. The LHC bunch spacing was 50 ns throughout this period. After a brief description of the CMS ECAL (section 2) we summarize its status during 2010 and 2011 (section 3), paying particular attention to the quantities influencing the energy resolution. Section 4 describes the monitoring and calibration techniques employed, whilst section 5 describes the en-
Figure 1. Layout of the CMS ECAL, showing the barrel supermodules, the two endcaps and the preshower detectors. The ECAL barrel coverage is up to $|\eta| = 1.48$; the endcaps extend the coverage to $|\eta| = 3.0$; the preshower detector fiducial area is approximately $1.65 < |\eta| < 2.6$.

Energy resolution achieved. The energy resolution, estimated from the analysis of Z-boson decays into electrons, is compared to Monte Carlo (MC) simulation. The energy resolution for photons relevant to the $H \rightarrow \gamma \gamma$ analysis is discussed.

2 The CMS electromagnetic calorimeter

The CMS ECAL (figure 1) [1, 6] is a homogeneous and hermetic calorimeter containing 61200 lead tungstate ($\text{PbWO}_4$) scintillating crystals mounted in the barrel (EB), closed at each end by endcaps (EE) each containing 7324 crystals. A preshower detector (ES), based on lead absorbers equipped with silicon strip sensors, is placed in front of the endcap crystals, to enhance photon identification capabilities. Avalanche photodiodes (APDs) [11, 12] and vacuum phototriodes (VPTs) [13] are used as photodetectors in the EB and EE respectively. The high-density ($8.28 \text{ g/cm}^3$), short radiation length ($X_0 = 0.89 \text{ cm}$), and small Molière radius ($R_M = 2.2 \text{ cm}$) of PbWO$_4$ allow the construction of a compact calorimeter with fine granularity. The PbWO$_4$ properties were improved during a long R&D project in collaboration with the producers in Russia (BTCP in Bogoroditsk) and China (SIC in Shanghai), leading to the mass production of optically clear, fast, and radiation-tolerant crystals [14, 15].

The PbWO$_4$ crystals emit blue-green scintillation light with a broad maximum at wavelengths 420–430 nm. The quantum efficiency and surface coverage of the photodetectors are such that a particle depositing 1 MeV of energy in a crystal produces an average signal of about 4.5 photoelectrons both in EB and EE. The stability of the temperature and of the photodetector gain are critical for an accurate determination of the energy deposited in the crystals, as described in section 3. The crystals have to withstand the damage to the crystal lattice caused by radiation expected throughout the duration of LHC operation. The expected integrated ionizing dose in the ECAL is up to 4 kGy in the barrel and 200 kGy at $|\eta| = 3$ after 10 years of LHC operation corresponding to an inte-
grated luminosity of 500 fb$^{-1}$ [6]. The expected hadron fluence varies between about $10^{13}$ cm$^{-2}$ in the barrel and $10^{14}$ cm$^{-2}$ at $|\eta| = 3$. The main observable effect of the radiation is a wavelength-dependent loss of crystal transparency but without changes to the scintillation mechanism [16]. A second effect of the radiation is that the VPT response decreases with accumulated photocathode charge to a plateau [17]. Radiation does not affect the gain of the APDs but in large doses induces dark currents which cause small reductions in the bias voltage at the APDs if not compensated for.

In order to measure and correct for response change during LHC operation, the ECAL is equipped with a light monitoring system [18, 19].

The EB crystals have a truncated pyramidal shape and are mounted in a quasi-projective geometry, to minimize inter-crystal gaps aligned to particle trajectories. The geometric construction of the EE is based on a right-sided crystal with two tapering sides. The EB uses 23 cm long crystals with front face cross sections of around 2.2 cm $\times$ 2.2 cm, whilst the EE comprises 22 cm long crystals with front face cross sections of 2.86 cm $\times$ 2.86 cm. In the EB the crystals are organized in 36 supermodules, 18 on each side of the beam interaction point, and provide 360-fold granularity in $\phi$ and 85-fold granularity in each eta direction up to $|\eta| = 1.48$. Each supermodule is made up of four modules along $\eta$. The EE extends the coverage to $|\eta| = 3.0$, with the crystals arranged in an x-y grid to form an approximately circular shape. The ES fiducial area is approximately $1.65 < |\eta| < 2.6$. The ES contains two active planes of silicon strip sensors and associated mechanics, cooling and front-end electronics. The sensors have an active area of 61 mm $\times$ 61 mm, divided into 32 strips. The planes closer to the interaction point have their strips aligned vertically while the farther plane strips are horizontal, to provide accurate position measurement and fine granularity in both coordinates. Electron and photon separation is possible up to $|\eta| = 2.5$, the limit of the region covered by the silicon tracker.

The ECAL barrel energy ($E$) resolution for electrons in beam tests has been measured to be [20]:

$$\frac{\sigma_E}{E} = \frac{2.8\%}{\sqrt{E(\text{GeV})}} \oplus \frac{12\%}{E(\text{GeV})} \oplus 0.3\%,$$

where the three contributions correspond to the stochastic, noise, and constant terms. This result was obtained reconstructing the showers in a matrix of 3 $\times$ 3 crystals where the electron impact point on the calorimeter was tightly localized in a region of 4 mm $\times$ 4 mm to give maximum containment of the shower energy within the 3 $\times$ 3 crystal matrix. The stochastic term includes contributions from the shower containment, the number of photoelectrons and the fluctuations in the gain process. The noise term of 12% at 1 GeV corresponds to a single-channel noise of about 40 MeV, giving 120 MeV in a matrix of 3 $\times$ 3 crystals. The constant term, which dominates the energy resolution for high-energy electron and photon showers, depends on non-uniformity of the longitudinal light collection, energy leakage from the back of the calorimeter, single-channel response uniformity and stability. The beam test setup was without magnetic field, no inert material in front of the calorimeter, and accurate equalization and stability of the single-channel response (better than 0.3%) [21]. The specification for the ECAL barrel crystals was chosen to ensure that the non-uniformity of the longitudinal light collection and the energy leakage from the back of the calorimeter contributed less than 0.3% to the constant term [6, 22]. The beam test resolution studies show that this target was met.
During CMS operation, the contributions to the resolution due to detector instabilities and to the channel-to-channel response spread must be kept to within 0.4%, in order to retain the excellent intrinsic resolution of the ECAL. The ‘intercalibration constants’, used to equalize the channel-to-channel response, must be measured with appropriate calibration procedures for single-channel response and stability. Moreover, the intense field of the CMS magnet and inert material upstream of the ECAL affect the stochastic term of the resolution, for electrons and photons that interact before reaching the calorimeter. Energy deposits from multiple interactions per LHC bunch crossing (pileup) and APD dark current changes induced by radiation damage contribute to the noise term, but these were negligible in 2010 and 2011.

In studying the energy resolution of the ECAL inside CMS, discussed in section 5, the in-situ data have been compared to the predictions of a full MC simulation of the CMS detector based on GEANT4 [23, 24]. The simulation of the ECAL standalone response has been tuned to match test beam results, upon a detailed simulation of the readout stage, with inclusion of fluctuations in the number of photoelectrons and in the gain process as well as a detailed description of the single-channel noise. The simulation also includes a spread of the single-channel response corresponding to the estimated intercalibration precision for the 2010-2011 data, an additional constant term of 0.3% to account for longitudinal non-uniformity of light collection, and the few non-responding channels identified in data. Response variations with time are not simulated; response corrections are applied to data at the single-crystal level.

3 ECAL operation and stability

The ECAL has been efficiently operating since installation. The percentages of responding channels in EB, EE and ES at the end of 2011 were 99.1%, 98.6%, and 96.1% respectively. The electronic noise was stable during 2010 and 2011. At the start of ECAL operation it was equivalent to an energy deposit in the crystals of about 42MeV per channel in the EB, and a transverse energy ($E_T$, defined as the energy component transverse to the beam axis) deposit of about 50MeV per channel in the EE. A small fraction of channels, 0.1% in the EB and 0.4% in the EE, have been classified as problematic, due to high levels of electronic noise. These channels were suppressed in the trigger and in the offline reconstruction.

Triggers for electron/photon candidates were provided by the two-level trigger system of CMS. At L1, electromagnetic candidates are formed from the sum of the transverse energy in two adjacent trigger towers (i.e., arrays of $5 \times 5$ crystals in EB). Coarse information on the lateral extent of the energy deposit inside each trigger tower is exploited to suppress spurious triggers, such as those arising from direct ionization in the APD sensitive region [25, 26]. This feature has allowed the single-photon L1 trigger to be operated unprescaled at a low threshold of $E_T = 15\text{GeV}$ in 2011. From data analysis, this trigger has been verified to be fully efficient (>99%) for $E_T > 20\text{GeV}$, causing no inefficiencies to, e.g., the $H \rightarrow \gamma\gamma$ analysis, for which events are retained if the leading photon has transverse energy $E_T > 35\text{GeV}$.

The operating temperature of ECAL of 18°C is maintained by a dedicated cooling system [27]. The temperature dependence of the crystal light yield ($-2%/^\circ\text{C}$) and of the APD gain ($-2%/^\circ\text{C}$) demand a precise temperature stabilization of better than 0.05°C in the EB. In the endcaps, the dependence of the VPT response on the temperature is negligible, and a stabilization of better than
0.1 °C for the crystals is sufficient. These specifications limit the contribution to the constant term of the energy resolution to be less than 0.2%. The measured temperature stability throughout 2010 and 2011 is better than 0.03 °C in EB and 0.08 °C in EE.

The APD working point, of nominal gain 50, has been chosen to provide a good signal-to-noise ratio with an acceptable sensitivity of the gain to the bias voltage of 3.1%/V. This is achieved with a high voltage (HV) of around 380 V [28]. The contribution of the gain variation to the constant term is required to be less than 0.2%, implying an HV stability of around 65 mV. The measured fluctuation during 2011 was around 33 mV. The VPTs operate in a region where the response variation with HV is less than 0.1%/V. The stability of the EE HV supplies is better than 0.1 V over 100 days so the contribution to the constant term from this source is negligible.

The ECAL response varies under irradiation due to the formation of colour centres that reduce the transparency of the lead tungstate. The crystal transparency recovers through spontaneous annealing [16]. A monitoring system, based on the injection of laser light at 440 nm, close to the emission peak of scintillation light from PbWO$_4$, into each crystal, is used to track and correct for response changes during LHC operation [18, 19]. Additional laser, and LED in the EE, light sources provide ancillary information on the system stability. The evolution of the ECAL response to the laser light in 2011 is shown in figure 2, as a function of time. An average value is shown for each of six pseudorapidity ranges. The data are normalized to the measurements at the start of 2011. The corresponding instantaneous luminosity is also shown. The response drops during periods of LHC operation, but for a given dose-rate the compensating self-annealing of the crystals reduces the rate of loss of response. These observations correspond to changes in crystal transparency [16], coupled with a more gradual loss in VPT response in EE due to the radiation environment at the LHC [17]. The average drop in response to laser light, by the end of 2011, was 2–3% in EB rising to 40% in the range $2.7 \leq |\eta| \leq 3.0$ in EE.

The last data-taking period covered in figure 2, in November 2011, was for low luminosity heavy-ion data-taking, when the crystal transparencies partially recovered due to self-annealing. During this period the precision of the monitoring system was measured. The laser cycle provides a measurement from each channel every 20 to 30 minutes. By taking three consecutive measurements, the middle point can be compared to the interpolated value from the other two. The RMS for the difference is on average $3 \times 10^{-4}$ for each channel. This is well within the required precision of 0.2%. The system stability was measured prior to proton-proton collisions, for periods of 30 days, with 99.8% of the monitored channels in EB and 98.3% in EE exhibiting stability within requirements, of better than 0.2% [10]. Using quasi-online processing of the monitoring data, single-channel response corrections are delivered in less than 48 h for prompt reconstruction of the CMS data. The complete set of corrections used for final calibration of the ECAL is discussed in this paper.

4 Reconstruction and energy calibration

The front-end electronics of the EB, EE, and ES use 12-bit analogue-to-digital converters (ADC) to sample the analogue signals from the detectors (APDs, VPTs, and silicon sensors) at 40 MHz. In EB and EE ten consecutive samples are stored for each trigger received, whilst in the ES only three samples are stored. The delays of the EB/EE readout pipelines, common for $5 \times 5$ channels,
are adjusted in steps of 1.04 ns such that the signal pulse is expected to start from the fourth sample and the baseline pedestal value can be estimated from the first three samples \[25\]. In the ES the pedestal is in the first sample and the signal is in the two following samples. In both cases the amplitude of the signal is reconstructed in the same way using a linear combination of the samples: \[A = \sum_j w_j \cdot s_j,\] where \(s_j\) is the sample value in ADC counts and \(w_j\) is a weight, optimized for noise reduction using the average pulse shapes measured in beam tests in the respective detectors \[29\].

The fast time constants of PbWO\(_4\) scintillation and the response of the readout electronics provide excellent time resolution capabilities \[8\]. The signal arrival time is measured from the relative phase of the signal samples to the expected shape of an in-time signal, with an algorithm using ratios of consecutive samples. Residual channel-to-channel time offsets are corrected with appropriate constants derived from in-situ data \[8, 25\]. The timing resolution is measured from data using electrons from Z-boson decays \((Z \rightarrow e^+e^-)\). By comparing the time difference between the channels with highest amplitude in each of the two electron showers, we deduce the single-channel timing resolution to be 190 ps and 280 ps in EB and EE respectively, for the energy range of electrons from the Z-boson decays. The timing information, combined with topological information of the energy deposits, is exploited at reconstruction level to reject signals inconsistent with the emission of scintillation light by particles produced in pp collision events. These spurious signals include those arising from direct ionization in the APD sensitive region that survive the rejection at trigger level. The residual contamination of these spurious deposits has a negligible impact on the current analysis \[25, 26\].

Figure 2. Relative response to laser light during 2011, normalized to data at the start of 2011. An average is shown for each pseudorapidity range. The bottom plot shows the corresponding instantaneous luminosity. After the last LHC technical stop, a recovery of crystal transparency is observed during the low luminosity heavy-ion data-taking at the end of 2011.
The ECAL crystals are approximately one Molière radius in lateral dimension; thus high energy electromagnetic showers spread laterally over several crystals. Furthermore, in CMS, the presence of material in front of the electromagnetic calorimeter (corresponding to \(1–2X_0\) depending on the \(\eta\) region) causes conversion of photons and bremsstrahlung from electrons. The strong magnetic field of the experiment tends to spread this radiated energy along \(\phi\). Clustering algorithms are used to sum together energy deposits in adjacent crystals belonging to the same electromagnetic shower. The clustering algorithm proceeds first with the formation of “basic clusters”, corresponding to local maxima of energy deposits. The basic clusters are then merged together to form a “supercluster”, which is extended in \(\phi\), to recover the radiated energy. Because of the differences between the geometric arrangement of the crystals in the barrel and endcap regions, a different clustering algorithm is used in each region. The clustering algorithm used in EB, called the ‘hybrid’ algorithm, is described in [30]. In EE and ES, the algorithm merges together fixed-size 5×5 crystal basic clusters and associates each with corresponding ES energy deposits.

The energy in a supercluster can be expressed as:

\[
E_{e,\gamma} = F_{e,\gamma} \cdot \left[ G \cdot \sum_i S_i(t) \cdot C_i \cdot A_i + E_{ES} \right],
\]

where the sum is over the crystals \(i\) belonging to the supercluster. The energy deposited in each crystal is given by the pulse amplitude \((A_i)\), in ADC counts, multiplied by ADC-to-GeV conversion factors \((G)\), measured separately for EB and EE, by the intercalibration coefficients \((C_i)\) of the corresponding channel, and by \(S_i(t)\), a correction term due to radiation-induced channel response changes as a function of time \(t\). The preshower energy \((E_{ES})\) computation and calibration procedure are described in section 4.3. The term \(F_{e,\gamma}\) represents the energy correction, applied to the superclusters to take into account the \(\eta\)- and \(\phi\)-dependent geometry and material effects as well as the fact that electrons and photons shower slightly differently. This factorization of the various contributions to the electromagnetic energy determination enables stability and intercalibration to be studied separately from material and geometry effects.

For the purpose of studying the ECAL calibration and performance, the energy of both electrons and photons is estimated from the supercluster energy. For electrons, this is different from the default energy reconstruction in CMS, which uses the combination of the supercluster energy and the momentum of the track matched to the supercluster [31]. This combination is mainly relevant for transverse energies below 25 GeV.

Electron identification relies upon matching the measurements in the ECAL and the Tracker to better than 0.02 rad in \(\phi\) and \(4 \times 10^{-3}\) units in \(\eta\) [32]. The accurate position measurement of photons impacting on the calorimeter is used in determining their direction with respect to the collision vertex, which is located and, in case of multiple vertices, identified with analysis-dependent algorithms exploiting track information (e.g. [4, 5, 33]). The accuracy of the measurement of the opening angle between the two decay photons from the Higgs boson contributes to its reconstructed invariant mass resolution. The ECAL alignment and position resolution measurement is performed with isolated electrons from W-boson decays using both the ECAL and tracker information. The achieved position resolution in EB (EE) is \(3\) (\(5\)) mrad in \(\phi\) and \(1 \times 10^{-3}\) (\(2 \times 10^{-3}\)) units in \(\eta\), and matches the position resolution of a MC simulation with perfectly aligned geometry. Efficient clustering and
total energy measurement in the endcaps requires the alignment between EE and ES to be known to better than the ES strip pitch (≈2 mm). The measured alignment uncertainty is better than 0.15 mm.

4.1 Corrections for changes in response, $S_i(t)$

The ECAL light monitoring (LM) system [18, 19] is used to determine corrections, denoted by $S_i(t)$ in eq. (4.1), to response changes in the ECAL. The laser light is injected through optical fibres in each EB and EE crystal through the front and rear face respectively. The spectral composition and the path for the collection of laser light at the photodetector are different from those for scintillation light. A conversion factor is required to relate the changes in the ECAL response to laser light to the changes in the scintillation signal. The relationship is described by a power law [6]:

$$\frac{S(t)}{S_0} = \left(\frac{R(t)}{R_0}\right)^\alpha,$$

where $S(t)$ is the channel response to scintillation light at a particular time $t$, $S_0$ is the initial response, and $R(t)$ and $R_0$ are the corresponding response to laser light. The exponent $\alpha$ is independent of the loss for small transparency losses.

The value of $\alpha$ has been measured in a beam test for a limited set of crystals under irradiation. Average values of 1.52 and 1.0 were found for crystals from the two producers, BTCP and SIC, respectively [34–36]. The values are in qualitative agreement with a ray-tracing simulation program [37] and are due to the different initial transparency of the two sets of crystals. The spread in $\alpha$ was found to be 10% [36], which arises from residual differences in transparency and different surface treatments of the crystals. Given the response loss to laser light, shown in figure 2, the spread in $\alpha$ limits the precision of the response correction by the end of 2011 running for a single channel to 0.3% in EB, and between 0.5% and a few percent at high pseudorapidity in EE.

4.1.1 Validation of the response corrections using collision data

The response corrections were tuned and validated using the energy of electrons from W-boson decays, the reconstructed mass from $\eta$-meson decays to two photons, and the energy resolution measured with $Z \rightarrow e^+e^-$ events. The tuning involves the optimization of the value of $\alpha$, for BTCP and SIC crystals in EB and EE separately, to obtain the best in-situ resolution of the invariant mass of the $Z$-boson.

The $\eta$-meson data are used to provide fast feedback, to validate the LM corrections for prompt data reconstruction. The events are selected online by a dedicated calibration trigger and recorded with reduced event content. A fit is carried out on the invariant mass distribution of the photon pairs in the mass range of the $\eta$ meson. The fit comprises a polynomial function to describe the background and a Gaussian distribution to describe the resonance peak. Figure 3 shows an example of the $\eta$-meson peak with the fit superimposed, and the relative value of the fitted $\eta$ mass versus time in EB for a period of 60 hours. The plot shows the data before (red points) and after (green points) the LM corrections applied. A number of measurements are possible for each LHC fill, owing to the high rate for recording $\eta$ events. This permits short-term changes in the ECAL response to be verified before prompt data reconstruction takes place.

Isolated electrons from W-boson decays are used to provide an energy scale to validate response corrections over periods of days to weeks. The event selection is described in [32, 38]. The
Figure 3. Left: an example of the $\eta$-meson peak reconstructed from the invariant mass of photon pairs in EB, with the result of the fit with a Gaussian distribution (continuous line) and a polynomial function (dotted line); right: stability of the $\eta \rightarrow \gamma \gamma$ mass measurement in EB as a function of time, over a period of 60 hours, for data recorded in September 2011. The plot shows the data with (green points) and without (red points) LM corrections applied.

The response corrections for EE were calculated using an ‘effective’ $\alpha$ value of 1.16 for all BTCP crystals. This value of $\alpha$ was shown to give the most stable and optimal mass resolution as a function of time by minimizing the resolution of the invariant mass for $Z \rightarrow e^+e^-$ decays, and evaluating the stability of the $E/p$ evolution with time for different values of $\alpha$. The value of the effective $\alpha$ is smaller than the value measured in beam tests, of 1.52. This is attributed to the larger crystal transparency losses in EE and the VPT response losses. Large transparency losses reduce the difference between the path lengths for injected light and scintillation light. For the same path length $\alpha$ is expected to be 1. VPT response losses give rise to a proportional loss of the ECAL response, and correspond to $\alpha = 1$.

The validation of the response corrections was also carried out by monitoring the ECAL energy resolution during 2011 using events with a Z-boson decaying into two electrons. The selection of these events is described in [32, 38]. The invariant mass was calculated from the energy deposits of the two electrons and the angle between them using track and vertex information. The mass
resolution is dominated by the energy resolution of the electron reconstruction. Figure 5 shows the contribution to the instrumental mass resolution for the Z-boson peak, $\sigma_{CB}/M_Z$, as a function of time for events with both electrons in EB (left) or both in EE (right). The fits to the Z-boson peak, based on the Crystal Ball parameterization [39] of the resolution function, and the fit parameters are described in section 4.5.1. The mass resolution, after the application of the response corrections, is stable within an RMS spread of 0.1% and 0.2% for events with both electrons in EB or EE, respectively. The observed spread of the points is consistent with the uncertainty on the resolution from the fit.

4.1.2 Response correction summary

Excellent energy response and resolution stability have been achieved for 2011 after the application of LM corrections. In EE an effective value of $\alpha$ has been derived to stabilize and optimize the invariant mass resolution with $Z \rightarrow e^+e^-$ decays. The various cross-checks, using reconstructed masses from particle decays, have confirmed the validity of the LM corrections.

The contributions to the constant term of the energy resolution due to the monitoring corrections at the single-crystal level comprise:

- The precision of an individual LM correction measurement, which is better than 0.1%, and the long-term instability of a single channel, which is < 0.2% (section 3).
• The 10% spread in $\alpha$, from channel-to-channel, translates to a contribution to the resolution of 0.3% for EB by the end of 2011.

• In EE, the introduction of an effective $\alpha$ compensates for the average VPT response loss, which is not separated from the contribution due to crystal transparency change. Both the channel-to-channel variation of the VPT loss and the channel-to-channel difference in the value of $\alpha$ contribute to the single-channel uncertainty on the value of the effective $\alpha$, which is estimated to be approximately 10%. Given the impact of the high LHC radiation levels on the EE response, this uncertainty translates into a contribution to the energy resolution of about 1.5% on average, and ranging from about 0.5% at $|\eta| \approx 1.6$ to about 2.5% at $|\eta| \approx 2.5$ by the end of 2011.

In addition to the effects listed above, the residual instabilities of 0.12% in EB and 0.35% in EE in the mean-energy response observed during 2011 (see figure 4) also contribute to the constant term of the energy resolution.

### 4.2 Single-channel intercalibration, $C_i$

The ECAL channels are calibrated by using relative and absolute calibrations. Relative calibrations, $C_i$, between one channel and another, are referred to as intercalibrations and are described in this section. Absolute calibrations are obtained by referring the intercalibrations to a mass scale by using $Z$-boson decays, as described section 4.5. The intercalibration constants in EB and EE are divided by their average value, to provide a set of numbers with a mean value of unity. A number of methods are used for intercalibration and are then combined to provide a weighted mean intercalibration constant for each channel.

An initial set of calibrations, known as the ‘pre-calibration’, were obtained from laboratory measurements, beam tests, and from exposure to cosmic rays. The laboratory measurements included the crystal light yield and photodetector gain. Nine out of 36 EB supermodules and about 500 EE crystals were intercalibrated with high-energy electrons in beam tests. All channels in the EB supermodules were calibrated with cosmic-ray muons [21]. After installation at the LHC, the...
“beam splash” events were used to improve further the EB and EE calibrations [10]. The intercalibration constants from each method were cross-checked for consistency and combined to provide a weighted average for the channel. The precision of the intercalibration for each channel at the start of 7 TeV operation in 2010 is estimated to be:

- EB: about 0.5% for the nine supermodules calibrated in beam tests and 1.4% to 1.8%, depending on pseudorapidity, for the other 27 supermodules;
- EE: below 1% for the $\approx$ 500 crystals calibrated in beam tests and about 5% for all other channels;
- ES: about 2.5% in all silicon modules from the calibration with cosmic rays prior to installation.

Intercalibration with collision data involves the following methods [40]:

- The $\phi$-symmetry method is based on the expectation that, for a large sample of minimum bias events, the total deposited transverse energy should be the same in all crystals at the same pseudorapidity. In CMS this corresponds to crystals located in a particular $\eta$ ring. The method provides a fast intercalibration of crystals located within the same ring.
- The $\pi^0$- and $\eta$-meson calibrations use the invariant mass of photon pairs from these mesons to intercalibrate the channel response.
- Intercalibrations with isolated electrons from W- and Z-boson decays are based on the comparison of the energy measured in ECAL to the track momentum measured in the silicon tracker.

All these methods are used to intercalibrate channels at the same pseudorapidity. Isolated electrons are also exploited to derive the relative response of the various $\eta$ rings.

The precision of the intercalibrations quoted in the following sections has been studied for each method with the aid of MC simulations, and validated using the pre-calibration data and by a channel-by-channel comparison of the intercalibrations derived with each method.

4.2.1 Intercalibration using the $\phi$-symmetry method

The intercalibration in $\phi$ is taken from the ratio of the total transverse energy deposited in one crystal to the mean of the total transverse energy collected by all crystals at the same value of $\eta$ [40]. Events used for this calibration are acquired with a special minimum bias trigger. All single-crystal energy deposits above 150 MeV in EB, and above 650 MeV in EE are recorded, while the rest of the event is dropped to limit the trigger bandwidth required.

The data analysis is restricted to deposits with transverse energies between a lower and an upper threshold. The lower threshold is applied to remove the noise contribution and is derived by studying the noise spectrum in randomly triggered events. It is set to about six times the channel RMS noise (e.g., 250 MeV for channels in EB). The upper threshold is applied to minimize the fluctuations induced by rare deposits of very high $E_T$ and is set to 1 GeV above the lower threshold, in both EB and EE. Because the transverse energy scalar sum is obtained from a truncated $E_T$
distribution, a given fractional change in the $E_T$ sum does not correspond to the same fractional change in the value of the intercalibration constant. This is accounted for with an empirical correction [41]. Corrections are also applied to compensate for known azimuthal inhomogeneities of the CMS detector, related to the intermodule gaps in the ECAL and to the tracker support system.

Figure 6 shows the estimated precision (red circles) for the $\phi$-symmetry intercalibration as a function of $|\eta|$ for EB and EE in 2011. For a typical sample of about $10^8$ events, the precision of the method is limited by a systematic uncertainty of 1.5% in the central part of EB, growing to above 3% at larger $|\eta|$, due to residual effects of the azimuthal inhomogeneities of the material in front of ECAL. These are larger in the region where the material budget is largest (see figure 9). By using the ratio of $\phi$-symmetry intercalibrations over periods of about one week, the systematic uncertainties from the inhomogeneities largely cancel, and a relative precision between successive periods of 0.3% is achieved. This method is used to monitor the stability of the intercalibration constants or to improve the intercalibration constants obtained with other analyses.

### 4.2.2 Intercalibration using $\pi^0 \rightarrow \gamma\gamma$ and $\eta \rightarrow \gamma\gamma$ decays

The decays of $\pi^0$ and $\eta$ mesons to two photons are exploited to intercalibrate the ECAL crystals using the peak of the $\gamma\gamma$ invariant mass distribution [40]. A special data stream is used to profit from the copious production of $\pi^0$ and $\eta$ mesons at the LHC. Candidate diphoton decays are directly selected online from events passing the single-$e/\gamma$ and single-jet L1 triggers. After selection, only limited data, in the vicinity of the photon candidates, are kept in order to collect $\pi^0$ and $\eta$ meson candidates at a rate of the order of 10 kHz with minimal impact on the CMS readout bandwidth and storage space.

The individual photon energy is obtained from the sum of energy in a $3\times3$ matrix of crystals centred on the crystal with the highest energy deposit (seed). The seed is required to have an energy greater than 0.5 GeV. The single-crystal energy deposits are small and corrections are applied to these deposits to account for the effects of the noise suppression algorithm used in the readout [30].
For the $\pi^0$ sample, the photons are required to have transverse energies above 0.8GeV in EB and 0.5GeV in EE. The transverse energy of the $\pi^0$ candidate is required to be above 1.6GeV in EB and 2.0GeV in EE. For $\eta$-meson sample, the photons are required to have transverse energies above 0.8GeV in EB and 1.0GeV in EE. The transverse energy of the $\eta$-meson candidate is required to be above 3.0GeV in both EB and EE. Moreover, to suppress photons converted in the material in front of the ECAL, the transverse shape of the energy deposition is required to be consistent with that of an electromagnetic shower produced by a photon and be isolated from other ECAL energy deposits [40]. This calibration method is only indirectly affected by tracker material, through an efficiency loss and a worsening of the signal to background ratio in the detector regions where the material thickness is large.

An iterative procedure is used to determine the intercalibration constants. For each crystal, the invariant mass distribution is obtained from all $\pi^0/\eta$ candidates for which one of the photons is centred on the crystal. The distribution is fitted with a Gaussian function, for the signal, and a fourth-order polynomial for the background. The intercalibration constants are updated iteratively to correct the fitted mass value in each channel. The quality of the calibration depends on the number of selected candidates per crystal and on the signal-to-background ratio. The results from each resonance are combined to form an average weighted by precision.

The precision of the intercalibration constants in 2010 was estimated by comparing the $\pi^0/\eta$ intercalibrations to those derived from the pre-calibration and it was found to be at the systematic limit of the methods employed. Figure 6 shows the estimated precision of intercalibration constants in EB (left) and EE (right), in 2011, as a function of pseudorapidity using the $\pi^0/\eta$ method. The large 2011 data set provides intercalibration constants with a precision of 0.5–1% each month in the EB, with a pattern along $\eta$ related to the distribution of the tracker material. A precision of 2–4% is achieved every 2–3 months in the EE.

### 4.2.3 Intercalibration using electrons from $W$- and $Z$-boson decays

The ratio of the supercluster energy, $E$, of an electron measured by ECAL to the momentum, $p$, measured by the tracker, is used to provide $E/p$ intercalibrations in $\phi$ and along $\eta$. Isolated electrons were selected from $W$-boson and $Z$-boson decays, as described in section 4.1.1. The data comprise 7.5 million isolated electrons collected during 2011, corresponding approximately to each crystal being struck by 100 electrons. The estimated background due to misidentified jets is below 1%.

The intercalibration constants in $\phi$ were calculated using an iterative procedure that derives constants for all the channels [42, 43]. Once convergence was reached, the constants were normalized to have a mean value equal to unity in each $\phi$ ring at each position in $\eta$. In each $\phi$ ring, corrections were applied to take into account the effect of the supermodule boundaries in $\phi$ and $\phi$-dependent variations of the tracker momentum response. Variations in the amount of material in different regions of $\phi$ and $\eta$ affect the electron momentum measurement due to bremsstrahlung losses. The relative momentum response was calibrated using electrons from $Z$-boson decays using 2011 data. The invariant mass was reconstructed in 360 $\phi$-bins by using the tracker momentum for the electron entering a specific $\phi$-bin, and the ECAL energy for the other electron. The square of the invariant-mass peak position in each $\phi$-bin is proportional to the local momentum scale for the corresponding region of the detector, because the mean contribution from the other electron and
from the angle is independent of the \( \phi \)-bin. Correction factors are between \( \pm 1.5\% \) in EB and \( \pm 3\% \) in EE. The resulting uncertainty on the relative momentum scale is 0.48\% for EB and 1.4\% for EE. These uncertainties, added in quadrature to the statistical uncertainty of the method, contribute less than about 10\% of the total uncertainty on the intercalibration constants achieved with this method in 2011.

Figure 6 shows the precision of the intercalibration for EB and EE. The precision in the central barrel, for \(| \eta | < 1.0\), is 0.8–1.4\% and reaches 4\% at \(| \eta | = 1.48\). The precision in EE is better than 4\%, apart from the outer regions, which are calibrated to \( \approx 6\% \). The variation of the precision is due to changes with \( \eta \) of the \( E/p \) resolution, and of the tracker material budget, which impacts on the mean number of crystals per supercluster. In contrast to the other methods, this intercalibration method was still limited by the statistical precision in 2011.

Electrons from W- and Z-boson decays are also used for the relative calibration between the rings along \( \eta \). An \( E/p \) reference distribution obtained from the MC simulation is scaled to fit the \( E/p \) distributions in data from crystals in the same \( \phi \) ring. Since the shape of the \( E/p \) distribution varies along \( \eta \), MC reference distributions are made for four \(| \eta |\) regions in EB, corresponding to EB modules, and for five \(| \eta |\) regions in EE. For each \( \phi \) ring a specific calibration of the local momentum scale for electrons was derived from \( Z \rightarrow e^+e^- \) events, with the method described above. Corrections to the supercluster energy, described in section 4.4, were also applied. The scale factors extracted from the fit for each ring of crystals along \( \eta \) are shown in figure 7 for MC simulation and data, as a function of electron pseudorapidity. The shaded regions between EB and EE are usually excluded from the acceptance of electrons and photons for physics analyses. The \( E/p \) scale factors provide a measure of the relative response to electrons along \( \eta \). In MC simulation, they are consistent with unity, which shows the self-consistency of the method for MC events. Results from data have been used to scale the intercalibration constants in each ring, although the observed \( \eta \) dependence of the response in EB and EE might indicate the need for further tuning of the energy corrections in data. Deviations from unity for data in EE can be also partly ascribed to the lower precision of pre-calibrations in the endcaps.

### 4.2.4 Combination of the intercalibration constants

The precision of the combined intercalibration set is shown in figure 6. The combination was obtained from a mean of the intercalibration constants in fixed \( \phi \) rings from the \( \pi^0/\eta \), the \( E/p \), and the \( \phi \)-symmetry methods, weighted on the respective precisions. The intercalibration set established in 2010 was also included in the combination. The combined intercalibration precision is 0.4\% for central EB crystals (\(| | < 1 \), and is 0.7–0.8\% for the rest of the EB up to \(| \eta | = 1.48\). In EE the precision is 1.5\% for \( 1.6 < | \eta | < 2.3 \) and better than 2\% up to the limit of the electron and photon acceptance at \(| \eta | = 2.5 \). The variation of the precision with pseudorapidity arises partly from the size of the data sample, and partly from the amount of material in front of the ECAL.

The precision of each intercalibration set used in the combination has been derived by means of MC simulation studies. They were validated at low instantaneous luminosity, prior to transparency changes in ECAL, by measuring the spread of the in-situ constants with respect to those derived at beam tests. In addition, the precision was estimated from the cross-comparison of the results of the different intercalibration techniques. In each \( \phi \) ring, the variance of the difference between the intercalibration constants for every pair of intercalibration sets (i.e., \( C_i(j) - C_i(k) \), where \( i \) is
Figure 7. Energy scale factors from the $E/p$ analysis of isolated electrons as a function of $\eta$ for data and MC simulation. The shaded regions, corresponding to the EB/EE interface regions, are usually excluded from the acceptance for physics analyses. The relative differences between MC simulation and data, as a function of $\eta$, are used to derive a set of relative energy scale calibrations to be applied to data.

a channel index and $j$ and $k$ indicate the intercalibration method) was derived. This variance was assumed to be the sum in quadrature of the uncertainty of the constants in each set. Consequently, the precision of each intercalibration set was extracted by solving three simultaneous equations for the three variances. The values obtained with this method were found to be consistent with the expected precisions based on the simulation studies. The difference between the two estimates has been used to derive the uncertainty on the precision of the combined intercalibration set, shown by the grey band in figure 6.

4.2.5 Summary of the intercalibration precision

The supercluster energy is determined from the energy deposited over several crystals. As a consequence, the contribution to the constant term of the energy resolution due to the response spread of the individual channels is smaller than the spread itself. Simulation studies show that the scale factor between the uncertainty in the intercalibration and the constant term is approximately 0.7, corresponding to the average level of energy containment in the central crystal of the supercluster. From the results shown in figure 6, the contribution to the constant term, due to the intercalibration precision, is about 0.3% in the central part of EB ($|\eta| < 1$) and 0.5% for $1.0 < |\eta| < 1.48$. In EE the contribution is about 1.0% for $1.6 < |\eta| < 2.3$ and better than 1.5% up to the limit of electron and photon acceptance at $|\eta| = 2.5$.

To illustrate the relative importance of the individual calibrations and corrections, figure 8 shows the dielectron invariant mass distributions for various reconstruction scenarios: for single-channel corrections set to unity (blue), for the final intercalibrations (red), and for the final intercalibrations plus the monitoring corrections (black) in the EB (left) and the EE (right). In all the cases, supercluster-level corrections, $F_{e/\gamma}$ in eq. (4.1) (see section 4.4), were included in the energy computation.
4.3 Calibration of the preshower

The precision required for the calibration of the preshower is largely determined by the fraction of energy deposited in the ES with respect to that in the EE. Approximately 6–8% of the shower energy (decreasing with $e/\gamma$ energy) is deposited in the ES. As a consequence, to limit the contribution to the combined EE+ES energy resolution to 0.3–0.4%, the required channel-to-channel calibration precision is 5%.

Prior to installation, all the ES sensors were calibrated with cosmic rays to an accuracy of 2.5%. In situ, the ES sensors are calibrated using charged pions and muons with momentum greater than 1 GeV. These particles are close to being minimum ionizing particles (MIPs), with an average momentum of about 6 GeV, and have a signal-to-noise ratio greater than 10. The pulse height distribution for each channel is fitted to a Landau distribution convolved with a Gaussian function. The fitted peak position is taken as the calibration. There is a good correlation between the cosmic ray and in-situ calibrations. The precision of in-situ calibrations is 2.2%.

Preshower clusters are identified from the position of crystal clusters in the EE. The energies in each ES plane are weighted, and the total ES energy is given by:

$$E_{\text{ES}} = G_{\text{ES}}(E_{\text{clus1}}^{\text{ES}} + \alpha_{\text{ES}} \cdot E_{\text{clus2}}^{\text{ES}})$$

(4.3)

where $E_{\text{clus1}}^{\text{ES}}$ and $E_{\text{clus2}}^{\text{ES}}$ are the energies in each preshower plane, expressed in MIPs, and $G_{\text{ES}}$ is a coefficient in GeV/MIP. The coefficient $\alpha_{\text{ES}}$ defines the relative weight of the second ES plane with respect to the first.

Beam test results showed that the optimal energy resolution of ECAL is achieved for $\alpha_{\text{ES}}$ ranging between 0.6 and 0.8. The coefficient $\alpha_{\text{ES}}$ has been fixed to 0.7 [44]. The parameter $G_{\text{ES}}$ was extracted from a straight line fit to the EE cluster energy versus the associated ES cluster energy using electrons from W-boson decays [40]. The measured value of $G_{\text{ES}}$ is $0.023 \pm 0.002\text{ (stat.)} \pm 0.001\text{ (syst.)}\text{ GeV/MIP}$. The systematic uncertainty was calculated assuming an uncertainty of 4% on the EE shower energy.
4.4 Energy corrections, $F_{e,\gamma}$

Superclusters are used to reconstruct the energies of photons and electrons, and to form seeds for electron track reconstruction. A correction function, $F_{e,\gamma}$, derived from MC simulation, is applied to the supercluster energy to account for energy containment effects, including both shower containment in the calorimeter, and energy containment in the supercluster for particles that shower in the material in front of ECAL. The energy corrections have been tuned for electrons and photons separately to account for the differences in the way they interact with the material in front of the ECAL.

In this analysis, corrections for photons have been optimized using a multivariate regression technique based on a Boosted Decision Tree (BDT) implementation. The regression has been trained on prompt photons (from $\gamma$+jets MC samples) using the ratio of generator level photon energy to the supercluster energy, including the energy in the preshower for the endcaps, as the target variable. The input variables are the $\eta$ and $\phi$ coordinates of the supercluster in CMS, a collection of shower shape variables, and a set of local cluster coordinates to measure the distance of the clusters from ECAL boundaries. The local coordinates provide information on the amount of energy which is likely to be lost in crystal and module gaps and cracks, and drive the level of local containment corrections predicted by the regression. The other variables provide information on the likelihood and location of a photon conversion and the degree of showering in the material. They are correlated with the global $\eta$ and $\phi$ position of the supercluster. These variables drive the degree of global containment correction predicted by the regression. The global and local containment corrections address different effects. However, these corrections are allowed to be correlated in the regression to account for the fact that a photon converted before reaching ECAL is not incident at a single point on the calorimeter face, and is therefore relatively less affected by local containment. This approach leads to better energy resolution than factorized parametric corrections of the different effects. The number of primary vertices is also included as input to the BDT in order to correct for the dependence of the shower energy on spurious energy deposits due to pileup events.

The primary validation tool for the regression is to compare data and MC simulation performance for electrons in Z- and W-boson decays. A BDT with identical training settings and input variables to those described above has been trained on a MC sample of electrons from Z-boson decays. The consequent corrections are different from the ones used for the electron reconstruction in CMS, where tracker information is included in the energy measurement. However, they enabled a direct comparison of the ECAL calibration and resolution in data and MC simulation to be performed, as we discuss in sections 4.5 and 5.

A cluster shape parameter, $R9$, is defined in order to distinguish photons that convert upstream of ECAL from those entering ECAL unconverted. It is defined as the ratio of the energy contained within the $3\times3$ array of crystals centred around the crystal with maximum energy deposit to the total energy of the supercluster. Showers from photons that interact with the tracker material will spread out in the magnetic field reducing the value of $R9$. A value of 0.94 has been chosen to distinguish between photons that convert in the tracker material ($R9 < 0.94$) and unconverted photons ($R9 \geq 0.94$). According to MC studies, about 70% of the photons with $R9 \geq 0.94$ in EB are unconverted [45]. For the purpose of studying the ECAL response, this variable is also used in this...
Figure 9. Left: average values of the $F_c$ supercluster correction function plotted as a function of pseudorapidity for electrons from W-boson decays with $R_9 \geq 0.94$ and $R_9 < 0.94$, respectively. The steep increase at $|\eta| \approx 1$ is predominantly due to tracker material. Local structures correlate with the detector geometry (see text for details). Right: material budget of the different components of the CMS tracker in front of the ECAL as a function of $|\eta|$. The components are added to give the total tracker material budget. Notations in the legend correspond to TOB: tracker outer barrel, TIB: tracker inner barrel, TID: tracker inner discs, TEC: tracker endcaps.

Figure 9 (left) shows the average value of the $F_c$ correction function as a function of supercluster pseudorapidity evaluated from data using electrons from W-boson decays. Events with both low and high values of $R_9$ are shown. The steep increase in the average value of the energy corrections between $|\eta| \approx 1$ and $|\eta| \approx 2$ is dominated by the effects of the tracker material. Figure 9 (right) shows the distribution of the tracker material in front of the ECAL as a function of $|\eta|$, which clearly exhibits a steep increase in the material budget at the transition between the tracker barrel and tracker endcap ($|\eta| \approx 1$) and at $|\eta| \approx 1.8$. Correspondingly, the total material budget ranges from $0.4X_0$ in the central part of the barrel to about $2X_0$ at $|\eta| \approx 1.5$. Local structures in figure 9 (left) correlate with inter-module boundaries in the barrel ($|\eta| = 0, 0.45, 0.8$, and $1.15$). In the endcaps the structures at $|\eta| \approx 1.55, 1.65$ and $1.8$ correlate with the barrel-endcap transition, the preshower edge, and the distribution of the tracker support tube material in front of EE, respectively.

To illustrate the impact of the different steps in the energy reconstruction, figure 10 shows the dielectron invariant mass distribution for Z-boson events, reconstructed applying a fixed-matrix clustering of $5 \times 5$ crystals with respect to using the supercluster reconstruction to recover radiated energy, and then applying the energy corrections. For the EE, the effect of adding the preshower energy is also shown. The improvement in the Z-boson mass resolution is clearly demonstrated...
as the successive steps are applied. This is particularly evident for the supercluster reconstruction, which efficiently recovers the radiated energy and reduces the low-energy tails of the distributions relative to the $5\times5$ fixed-matrix clustering.

### 4.5 Absolute energy calibration, $G$

Nine EB supermodules and 500 EE crystals were exposed to high-energy electron beams prior to being installed in CMS. From these data, the absolute energy calibration for the ECAL was established by equalizing the energy sum of a $5\times5$ crystal matrix to the electron beam energy. This calibration, which corresponds in CMS to that relevant for unconverted photons, was adopted at the startup of LHC operation in 2010.

In CMS, the absolute energy calibration ($G$) is computed in a reference region of the ECAL where the effects of upstream material and uncertainties in the energy corrections are minimal. The reference region in the barrel is defined as the central 150 crystals in the first module of each supermodule ($|\eta| < 0.35$), requiring a minimum distance of 5 crystals from the border of each module in both $\eta$ and in $\phi$. This region is chosen because the material budget in front of the first module is small, the geometry of these crystals is very similar, and the centrality of the crystals in the module is required so that there is no energy leakage due to the gaps between modules or supermodules. In the EE, the reference region is defined as the central region of each endcap (1.7 < $|\eta|$ < 2.1), to which the crystals exposed to the beam test belong. The absolute energy calibration in the MC simulation is computed using 50GeV unconverted photons. It is defined such that the energy reconstructed in a $5\times5$ crystal matrix is equal to the true energy of the photon in the reference region. Decays of Z-bosons into two electrons are used to set the overall energy scale in EB and EE in data relative to the MC simulation, and to validate the energy correction function $F_e$ for electrons, using the Z-boson mass constraint. Decays of Z-bosons into two muons where one muon radiates a photon, $Z \rightarrow \mu\mu\gamma$, are used to cross-check the energy calibration of photons.
4.5.1 Energy scale calibration with $Z \rightarrow e^+e^-$ events

The dielectron invariant mass in $Z \rightarrow e^+e^-$ events is calculated from the reconstructed supercluster energy in the ECAL, including the energy corrections derived from MC simulation, and the opening angle measured from tracks at the event vertex. The energy scale and resolution are extracted from the dielectron invariant mass distribution, for events with a reconstructed mass in the range 60–120 GeV. Electrons are selected if their transverse energy is larger than 25 GeV as described in [32, 38]. With these selections, a background contamination of about 2% is estimated from MC simulation. The invariant mass distribution is fitted with a Breit-Wigner line shape, convolved with a Crystal Ball (CB) function [39]:

$$
\text{CB}(x - \Delta m) = \begin{cases} 
\exp \left( -\frac{1}{2} \left( \frac{x - \Delta m}{\alpha_{\text{CB}}} \right)^2 \right), & x - \Delta m > \alpha_{\text{CB}} \\
\gamma \cdot \exp \left( -\frac{1}{2} \left( \frac{x - \Delta m - \alpha_{\text{CB}}}{\gamma} \right)^2 \right) \cdot \left( \frac{\gamma}{\alpha_{\text{CB}}} \right)^\gamma, & x - \Delta m < \alpha_{\text{CB}} 
\end{cases}
$$

(4.4)

where the parameter $\Delta m$ represents the displacement of the peak with respect to the true Z-boson mass, $\alpha_{\text{CB}}$ is the width of the Gaussian component of the CB function (a measure of the energy resolution) and the parameters $\alpha_{\text{CB}}$ and $\gamma$ of the CB tail function account for showering electrons whose energy is not fully recovered by the clustering algorithms.

An unbinned maximum likelihood fit to the invariant mass distribution is performed. The tail parameters $\alpha_{\text{CB}}$ and $\gamma$ are constrained from MC simulation studies. The mass and width of the Breit-Wigner function are fixed to $m_Z = 91.188$ GeV and $\Gamma_Z = 2.495$ GeV [46]. Figure 11 shows the fitted invariant mass distributions for data and simulation in EB and EE. The ADC-to-GeV conversion factor $G$ of eq. (4.1) for data is adjusted such that the fitted $Z \rightarrow e^+e^-$ peak agrees with that of the MC simulation separately for the barrel and endcap calorimeters. In EB, $G$ is scaled by $(1 + (\Delta m_{\text{MC}} - \Delta m_{\text{Data}})/m_Z)$, where $\Delta m_{\text{MC}}$ and $\Delta m_{\text{Data}}$ are the results of the fit on the MC simulation and data. In EE, the scaling is amplified by the reciprocal of the mean fractional energy deposited in EE.

The systematic uncertainty associated to the absolute energy calibration is estimated to be 0.4% in EB and 0.8% in EE for the 2011 data sample, and is dominated by the uncertain knowledge of the energy correction function for the electrons ($F_e$) in the reference region. In order to determine the size of this uncertainty, the energy scale has been derived from the dielectron invariant mass distributions reconstructed from the raw supercluster energy both in data and MC events. Moreover, the analysis has been repeated using MC samples generated with tracker material budget altered within its uncertainty [47, 48]. The observed variation in the results is taken as a systematic uncertainty. In the endcaps, the uncertainty of the ES detector energy calibration also contributes to the systematic uncertainty. The dependence of $G$ on a number of additional effects has been also studied. They include the stability of the result on changes in the event selection and in the functional form used to describe the ECAL response. Each of these effects causes an uncertainty on $G$ of about 0.1% or less, for a total uncertainty of 0.2%.

4.5.2 Verification of the energy calibration and corrections and linearity check

The $Z \rightarrow \mu\mu\gamma$ decays, where the photon arises from muon final-state radiation, are used to cross-check the photon energy calibration. A data sample with about 98% purity has been selected by
Figure 11. The dielectron invariant mass distribution for Z-boson decays with both electrons in EB with $R^9 > 0.94$ (left), both electrons in the EB (centre) or both electrons in the EE (right). Distributions in MC simulation (top row) and data (bottom row) are shown. The parameters listed in each panel are $\Delta m$ — the difference between the CB mean and the true Z-boson mass, and $\sigma_{CB}$ — the width of the Gaussian term of the CB function (see text for details).

requiring a pair of identified muons of $E_T$ greater than 15 GeV, an isolated photon of $E_T$ greater than 25 GeV, a separation $\Delta R = \sqrt{\Delta \eta^2 + \Delta \phi^2}$ between the photon and the closest muon lower than 0.8, an invariant mass of the $\mu\mu\gamma$ system, computed from the muon momenta and the photon energy measured by ECAL, between 60 GeV and 120 GeV, and the sum of the $\mu\mu\gamma$ and the dimuon invariant masses lower than 180 GeV. The mean $E_T$ of the photons in the events selected is approximately 32 GeV; the mean energy is about 42 GeV in EB and 114 GeV in EE.

Figure 12 shows the invariant mass distributions reconstructed from two muons and the radiated photon. In each plot, fitted values of the relative mean deviation of the reconstructed photon energy from that expected from the kinematics of $Z \rightarrow \mu\mu\gamma$ decays, $\delta$, and the mean energy resolution of the selected events, $\sigma_E/E$, are listed. The photon energy scale and resolution are extracted simultaneously by unfolding the Z-boson line shape from the detector response function. The response function is modelled from MC samples using a kernel density estimator [49, 50]. The scale and resolution dependence of the response function is built by scaling the distribution of the differences of the true and the reconstructed photon energy. The effective $\sigma$, defined as the interval around the most probable value of the normalized differences of the true and the reconstructed energy containing 68% of the events, is used to measure the resolution. Alternatively, the photon energy scale is estimated from the mean of the distribution of a per-event energy scale estimator defined as $s = (m_{\mu\mu\gamma} - m_{\mu\mu})/(m_{\mu\mu} - m_{\mu\mu}) - 1$, where the terms indicate the dimuon and the $\mu\mu\gamma$ invariant masses, and the nominal Z-boson mass. The mean of the distribution is extracted from a fit with a Breit-Wigner distribution convolved with a Gaussian function. A systematic uncertainty of
Figure 12. Invariant mass distribution of $Z \rightarrow \mu \mu \gamma$ events. Plots show MC simulation (top row) and data (bottom row) for EB photons with $R_9 > 0.94$, EB inclusive and EE inclusive categories. The relative mean deviation of the reconstructed photon energy from that expected from the decay kinematics, $\delta$, and the mean energy resolution of the selected events are listed. The continuous lines show the fit results for the $Z$-boson lineshape convolved with a response function modelled from MC samples (see text for details).

0.3% on the photon energy scale is ascribed to the analysis, due to the dependence of the result on the fitting method. The effect of the muon momentum calibration uncertainty and the contribution of various backgrounds in data has been checked and found to be negligible.

Given the systematic uncertainty on the absolute energy scale factor, $G$, extracted from the analysis of $Z \rightarrow e^+ e^-$ events, which is a common term of the electron and photon calibration schema presented in eq. (4.1), the relative mean deviations of the reconstructed photon energy $\delta$ listed in the plots of figure 12 show that the photon energy is consistently calibrated in data and MC simulation within statistical and systematic uncertainties.

In order to assess the quality of the energy corrections in data, the variation of $E/p$ with isolated electrons from W- and Z-boson decays and of the mass resolution in $Z \rightarrow e^+ e^-$ decays have been studied as a function of several observables that impact on the energy reconstruction. This analysis exploits the same methods discussed in section 4.1.1. Before the application of energy corrections, the effect of pileup generates a dependence of the shower energy on the number of collision vertices of about 0.05% per vertex in EB and 0.1% per vertex in EE. After corrections, no residual dependence of the energy calibration and resolution on the number of collision vertices per beam crossing is observed [51], showing the effectiveness of the correction for pileup derived from MC simulation with the MVA technique. A case of imperfect corrections has been identified in the study of $E/p$ as a function of the impact point of the electron on the crystal, showing that...
Table 1. Extracted values of the parameter $\sigma_{CB}$ from fits to the $Z \rightarrow e^+e^-$ invariant mass spectrum for simulation and data. The fit is performed with the line shape given in eq. (4.4).

<table>
<thead>
<tr>
<th>Event class</th>
<th>$\sigma_{CB}^{MC}$ (GeV)</th>
<th>$\sigma_{CB}^{data}$ (GeV)</th>
</tr>
</thead>
<tbody>
<tr>
<td>EB ($R_9 &gt; 0.94$)</td>
<td>0.83 ± 0.02</td>
<td>0.97 ± 0.01</td>
</tr>
<tr>
<td>EB</td>
<td>1.29 ± 0.01</td>
<td>1.51 ± 0.01</td>
</tr>
<tr>
<td>EE</td>
<td>1.78 ± 0.02</td>
<td>2.36 ± 0.02</td>
</tr>
</tbody>
</table>

Corrections based on the MC simulation do not fully compensate for the energy leakage in the intercrystal gaps, yielding a residual response variation up to 1% between showers hitting the centre of a crystal and those close to a crystal boundary. These effects are estimated to contribute to the current energy resolution with an RMS of about 0.3%-0.5% and may indicate that the shower width in MC simulation is not exactly matched to data [52].

The linearity of the energy response was checked by studying the dependence of $E/p$ as a function of $E_T$ with isolated electrons from $Z$- and $W$-boson decays. Moreover, using boosted $Z$-boson events, the stability of the $Z$-boson mass as a function of the scalar sum of the transverse energies of the two electrons, i.e., $H_T = E_{1T} + E_{2T}$, was studied. In these analyses, the $E/p$ distribution in bins of $E_T$ and the dielectron invariant mass in bins of $H_T$ from MC simulation were fitted to the corresponding distributions in data. A scale factor was extracted from each fit, whose difference from unity measures the residual non-linearity of the energy response in data relative to the MC samples. This non-linearity is found to vary from $-0.2\%$ to $+0.2\%$ for $E_T$ varying from 30GeV to 110GeV. The amount of data collected in 2011 did not permit the measurement to be extended to higher energies.

5 Energy resolution

5.1 Inclusive energy resolution from the $Z$-boson line shape

The energy resolution for electrons is measured using $Z \rightarrow e^+e^-$ events. The electron energies are reconstructed from the ECAL energy deposits with the calibrations and corrections described in the previous sections. The dielectron invariant mass resolution (which is dominated by the electron energy resolution) is related to the single-electron energy resolution by an approximate scaling factor of $\sqrt{2}$, verified using MC simulations. The intrinsic detector resolution is estimated by the Gaussian width of the Crystal Ball function, the $\sigma_{CB}$ parameter in eq. (4.4).

The dielectron invariant mass distributions for data and MC samples are shown in figure 11. The fitted values of $\sigma_{CB}$ are reported in table 1. The width of the Gaussian term of the Crystal Ball function is 1.51GeV when both electrons are in the barrel (0.97GeV if both electrons have $R9 \geq 0.94$), and 2.36GeV when both electrons are in the endcaps. These correspond to a relative mass resolution of 1.65% in the barrel and to 2.59% in the endcaps for dielectrons from $Z$-boson decays.

Similarly, the energy resolution for photons has been studied from the line shape of $Z \rightarrow \mu\mu\gamma$ events, in an $E_T$ range slightly lower, but comparable, to that of $Z \rightarrow e^+e^-$ events. Results are shown in figure 12, for photons with $R9 \geq 0.94$ in EB, and for the inclusive samples of photons in EB and EE separately. Because of the $|\eta|$ dependence of the material in front of the ECAL,
shown in figure 9 right, the photon resolution for $R9 \geq 0.94$ is dominated by photons with $|\eta| < 1$ while the performance for $R9 < 0.94$ is dominated by photons with $|\eta| > 1$. The measured mean energy resolution is 2.5% in the barrel (1.7% for high $R9$) and 4.7% in the endcaps. As with the electrons from $Z$-boson decays, the photon energy resolution in data is not correctly described by the MC simulation.

For both the electrons from $Z$-boson decays and the photons from $Z \rightarrow \mu\mu\gamma$, the energy resolution in the data is not correctly described by the MC simulation. The sources of this discrepancy are thought to be common, and are discussed in section 5.4. These differences are accommodated in CMS analyses by applying additional Gaussian smearing, in bins of $\eta$ and $R9$, to the electron and photon energies in MC simulation, as discussed in sections 5.2 and 5.3.

5.2 The energy resolution for electrons as a function of pseudorapidity
A maximum likelihood fit is used to extract the ECAL energy resolution as a function of the pseudorapidity of the final-state electrons, and in two bins of $R9$. The fit is performed on $Z \rightarrow e^+e^-$ decays, with an invariant dielectron mass between 89GeV and 100GeV, and the following likelihood function is maximized:

$$L = \prod \text{Voigt}(M_{ee}^i, \sigma_{M_{ee}^i}; M_Z, \Gamma_Z),$$

(5.1)

where Voigt is a convolution of a Breit-Wigner distribution with a Gaussian function, and the product is run over all the events. The mass resolution $\sigma_{M_{ee}}$ can be written as:

$$\sigma_{M_{ee}} = \frac{1}{2} M_{ee} \cdot \sqrt{\left[\frac{\sigma_E}{E}(\eta_1, R9_1)\right]^2 + \left[\frac{\sigma_E}{E}(\eta_2, R9_2)\right]^2},$$

(5.2)

where the average values of $\sigma_E/E$ in several bins of $\eta$ and two bins of $R9$ for $E_T \approx 45$GeV electrons from $Z$-boson decays are free parameters in the fit. The narrow mass window used in the fit allows the resolution to be determined mostly from the high energy side of the invariant mass distribution, where the Crystal-Ball function used in eq. (4.4) reduces to a Gaussian function. The likelihood function adopted here is numerically simpler than that in eq. (4.4) and allows the number of parameters in the fit to be made sufficiently large to extract a detailed map of the energy resolution as a function of $|\eta|$.

Figure 13 shows the energy resolution extracted using this method for both data and MC simulation. The average resolution $\sigma_E/E$ for electrons from $Z$-boson decays is plotted as a function of $\eta$ in the barrel and endcaps, and is shown separately for electrons with $R9 \geq 0.94$ and $R9 < 0.94$. The energy resolution obtained with this method is in agreement with the fits to the $Z$-boson invariant mass distribution in figure 11, assuming a scaling of the mass resolution by $\sqrt{2}$ to obtain the equivalent per-electron energy resolution.

The resolution in the barrel depends on the amount of material in front of the ECAL (see figure 9 right), and is degraded in the vicinity of the ECAL module boundaries, as indicated by vertical lines in the plots. The resolution in the endcaps shows an $\eta$ dependence that is also correlated with the amount of material in front of the ECAL, up to $|\eta| \approx 2.0$. At larger pseudorapidity, single-channel response variations, not fully modelled in simulation, are also contributing to the difference between data and MC simulation.
Figure 13. Relative electron energy resolution in data and MC events unfolded in bins of pseudorapidity $\eta$ for the barrel and the endcaps, using electrons from $Z \rightarrow e^+ e^-$ decays. The resolution is shown separately for electrons with $R_9 \geq 0.94$ and $R_9 < 0.94$. The resolution, $\sigma_E$, is extracted from a fit to $Z \rightarrow e^+ e^-$ events, using a Breit-Wigner distribution convolved with a Gaussian function as the signal model.

To accommodate the mismatch in the energy resolution between data and simulation, an additional smearing term is extracted, which is the quadratic difference between the electron resolution in data and MC simulation of figure 13. This term is added in quadrature as a constant Gaussian smearing to the electron and photon energy in the MC events, assuming the same degradation in resolution between data and MC events for photons and electrons. The consistency of this method was checked by comparing the mass resolution in $Z \rightarrow e^+ e^-$ and $Z \rightarrow \mu \mu \gamma$ events in data and in a MC sample with this smearing term applied. Figure 14 shows the dielectron invariant mass for $Z \rightarrow e^+ e^-$ events, for the MC samples with and without this smearing, compared to data. The agreement between data and the smeared MC confirms that the smeared MC sample correctly models the detector response. For $Z \rightarrow \mu \mu \gamma$ events, the resolution of the smeared MC sample is also consistent with data. This supports the compatibility of the resolution measurements for electrons and photons from $Z$-boson decays.

5.3 Energy resolution for photons from simulated $H \rightarrow \gamma \gamma$ events

The energy resolution for photons of $E_T \approx 60$ GeV, predicted by MC simulation of $H \rightarrow \gamma \gamma$ events for a 125 GeV Higgs boson, is shown in figure 15 with and without the smearing term discussed in the previous section. The photon selection and cluster corrections are identical to those used...
in the CMS $H \rightarrow \gamma\gamma$ analysis of 2011 data [33]. The resolution, $\sigma_E/E$, is extracted from a fit to the distribution of the ratio of the reconstructed and the true photon energies. The resolution as a function of $|\eta|$ is plotted separately in EB and EE for photons with $R_9 \geq 0.94$ and $R_9 < 0.94$, which are samples enhanced in unconverted and converted photons, respectively. The energy resolution for photons from the $H \rightarrow \gamma\gamma$ decay in the default MC samples varies between 0.7% for unconverted photons in the central part of the barrel to 1.8% towards the end of the barrel for converted photons. In the endcap the resolution in MC samples varies between 1.5% and 3%. In the MC sample with smearing added, the resolution varies between 1.1% and 2.6% in the barrel and from 2.2% up to 5% in the endcaps.

In this approach the difference in resolution between data and simulation, observed using electrons of $E_T \approx 45$ GeV from Z-boson decays, has been ascribed to the constant term in the resolution function. With this assumption, the results with smearing shown in figure 15 should be regarded as an upper limit to the resolution for photons from $H \rightarrow \gamma\gamma$ decays. The smearing required to correctly describe the data is higher where the material budget is higher, suggesting that the effect of the material is not properly simulated or that the material budget is not completely realistic. This indicates that a component of the data to MC simulation difference is related to the interaction of electrons and photons with the material in front of ECAL, whose effect on the resolution has also an $E_T$ dependence.

5.4 Discussion on the energy resolution in data and simulation

As has been discussed above, the resolution predicted in MC simulation is better than that in data. There is a continuing effort to improve the detector modelling in the MC simulation and to improve the resolution in data. Four specific areas have been identified for further study and will be addressed when additional data become available:

Tracker material description. The amount of material in front of the ECAL included in the MC simulation has been verified by comparing the number of conversions and nuclear interac-
Figure 15. Photon energy resolution in bins of pseudorapidity $|\eta|$ for the barrel (left column) and the endcaps (right column). The resolution is shown separately for photons having $R9 \geq 0.94$ (top row) and $R9 < 0.94$ (bottom row). The energy resolution is plotted for the simulated $H \rightarrow \gamma\gamma$ events for the default MC simulation and for MC simulation with the addition of Gaussian smearing. The green band shows the uncertainty on the photon resolution calculated as the quadratic sum of the uncertainty on the smearing term and the statistical uncertainty in the photon resolution (shown by the vertical error bars).

Further improvements in the modelling of the material geometry and its effect in MC simulation as well as mitigating the impact of the material in the reconstruction algorithms and corrections are being investigated.

**Clustering improvements and energy corrections.** A key element in the mitigation of material effects is a clustering algorithm that efficiently collects all the energy deposits of the electrons and photons, and the subsequent optimization of the energy corrections. The clustering algorithms are very sensitive to the precise modelling of the showering process and the geometric description of the tracker material as well as of the ECAL. A better tuning of the description of electromagnetic
showers in the MC simulation is being pursued, using CMS data as input to the simulations. In addition, with increased data size, possible improvements in the determination of cluster corrections may be achieved by measuring them directly from data. In particular, the local effect of module borders in the barrel and 5×5 crystal structures in the endcaps shows differences in the reconstructed energy as a function of the impact point between data and MC samples at the level of 1%, which are not yet accounted for using data-driven corrections.

**Imperfect knowledge of the $\alpha$ parameter.** The limited knowledge of the channel-to-channel spread in the $\alpha$ parameter in eq. (4.2) would degrade the resolution in data. Assuming an uncertainty on $\alpha$ of 10%, the typical response change at the level of 3% in the barrel and 15% on the average in the endcaps (up to 25% at $|\eta| \approx 2.5$) would result in an additional contribution to the resolution of 0.3%, and 1.5% (2.5% at $|\eta| \approx 2.5$), respectively. A first-order correction was performed in the endcaps by optimizing $\alpha$ using events in data, as described in section 4.1. Further gains are anticipated by measuring $\alpha$ at the per crystal or per $\phi$ ring level, using the large sample of events ($\pi^0/\eta$, $W \rightarrow e\nu$, $Z$ and minimum bias data) collected in 2011 and 2012.

**Imperfect knowledge of the intercalibration systematic uncertainty.** The intercalibration constants are determined with several independent methods, which exploit different events, and are then combined. In the combination it is assumed that the methods are completely independent. However some experimental effects, for example those related to the detector geometry, may lead to common systematic uncertainties. The $E/p$ intercalibration method is so far statistically limited, and it also needs a larger event sample to study the systematic uncertainties in detail with data. It is expected that additional data will help clarify whether common sources of systematic uncertainties could lead to an overestimate of the intercalibration precision.

There are also a number of additional small effects that are not modelled in the MC simulation, which may affect the energy resolution when comparing data to MC samples. The crystal transparency change is not implemented in the MC simulation, resulting in an underestimate of the stochastic and constant term in the energy resolution.

### 6 Conclusions

The energy calibration and resolution of the electromagnetic calorimeter of the CMS detector have been determined using proton-proton collision data from LHC operation in 2010 and 2011 at a centre-of-mass energy of $\sqrt{s} = 7\text{ TeV}$ with integrated luminosities of about $5\text{ fb}^{-1}$.

The stability of the cooling, high voltage and readout electronics has fully met requirements, with an impact on the resolution of less than 0.2%. The spatial alignment with the tracker and the synchronization of the ECAL readout match expectations, and are at the level required for $e/\gamma$ identification and signal amplitude reconstruction. The laser monitoring system was successfully exploited to correct for changes in channel response due to the radiation damage. The stability of the corrected ECAL response was better than 0.2% in the barrel and 0.4% in the endcaps throughout this period. Physical processes such as $\pi^0$- and $\eta$-meson decays to two photons, and $W$- and $Z$-boson decays to electrons, have been used to monitor the stability and to carry out channel-to-channel intercalibrations. The $\pi^0$- and $\eta$-meson data were collected on dedicated trigger streams. The contribution to the constant term of the energy resolution, due to the intercalibration uncertainty, is between 0.3–0.5% in EB and 1–1.5% in EE, depending on $\eta$. 
The energy resolution has been compared in detail to that obtained with the full CMS Monte Carlo simulation. The resolution in simulation is better than in data. The difference is greater in regions where there is a significant amount of material in front of the ECAL. Although the origin of the difference is not fully understood, disagreement between data and MC simulation is removed by applying an additional contribution to the constant term of the energy resolution of electrons and photons in the MC events. The resolution for $E_T \approx 45\text{GeV}$ electrons from $Z$-boson decays is better than 2% in the central region of the ECAL barrel ($|\eta| < 0.8$), and is between 2% and 5% elsewhere. For electrons with little bremsstrahlung, where 94% or more of the clustered energy is contained within a $3\times3$ array of crystals, the energy resolution improves to 1.5% for $|\eta| < 0.8$. The mass resolution for $Z \rightarrow e^+e^-$ decays, when both electrons are in the barrel, is 1.6% and is 2.6% for decays when both electrons are in the endcaps. The resulting energy resolution for photons with $E_T \approx 60\text{GeV}$ from 125GeV Higgs boson decays varies across the barrel from 1.1% to 2.6% and from 2.2% to 5% in the endcaps.

The analysis of 2010-2011 proton-proton collisions has shown that, even in the challenging LHC environment, with high radiation and high event pileup, the CMS electromagnetic calorimeter has been successfully operated and calibrated to excellent precision. The achievements on the energy resolution played a vital part in enabling CMS to observe a new boson with a mass of 125GeV [4, 5].

Acknowledgments

We congratulate our colleagues in the CERN accelerator departments for the excellent performance of the LHC and thank the technical and administrative staffs at CERN and at other CMS institutes for their contributions to the success of the CMS effort. In addition, we gratefully acknowledge the computing centres and personnel of the Worldwide LHC Computing Grid for delivering so effectively the computing infrastructure essential to our analyses. Finally, we acknowledge the enduring support for the construction and operation of the LHC and the CMS detector provided by the following funding agencies: the Austrian Federal Ministry of Science and Research and the Austrian Science Fund; the Belgian Fonds de la Recherche Scientifique, and Fonds voor Wetenschappelijk Onderzoek; the Brazilian Funding Agencies (CNPq, CAPES, FAPERJ, and FAPESP); the Bulgarian Ministry of Education, Youth and Science; CERN; the Chinese Academy of Sciences, Ministry of Science and Technology, and National Natural Science Foundation of China; the Colombian Funding Agency (COLCIENCIAS); the Croatian Ministry of Science, Education and Sport; the Research Promotion Foundation, Cyprus; the Ministry of Education and Research, Recurrent financing contract SF0690030s09 and European Regional Development Fund, Estonia; the Academy of Finland, Finnish Ministry of Education and Culture, and Helsinki Institute of Physics; the Institut National de Physique Nucléaire et de Physique des Particules / CNRS, and Commissariat à l’Énergie Atomique et aux Énergies Alternatives / CEA, France; the Bundesministerium für Bildung und Forschung, Deutsche Forschungsgemeinschaft, and Helmholtz-Gemeinschaft Deutscher Forschungszentren, Germany; the General Secretariat for Research and Technology, Greece; the National Scientific Research Foundation, and National Office for Research and Technology, Hungary; the Department of Atomic Energy and the Department of Science and Technology, India; the Institute for Studies in Theoretical Physics and Mathematics, Iran; the Science Foundation, Ire-
land; the Istituto Nazionale di Fisica Nucleare, Italy; the Korean Ministry of Education, Science and Technology and the World Class University program of NRF, Republic of Korea; the Lithuanian Academy of Sciences; the Mexican Funding Agencies (CINVESTAV, CONACYT, SEP, and UASLP-FAI); the Ministry of Science and Innovation, New Zealand; the Pakistan Atomic Energy Commission; the Ministry of Science and Higher Education and the National Science Centre, Poland; the Fundaçao para a Ciência e a Tecnologia, Portugal; JINR (Armenia, Belarus, Georgia, Ukraine, Uzbekistan); the Ministry of Education and Science of the Russian Federation, the Federal Agency of Atomic Energy of the Russian Federation, Russian Academy of Sciences, and the Russian Foundation for Basic Research; the Ministry of Science and Technological Development of Serbia; the Secretaría de Estado de Investigación, Desarrollo e Innovación and Programa Consolider-Ingenio 2010, Spain; the Swiss Funding Agencies (ETH Board, ETH Zurich, PSI, SNF, UniZH, Canton Zurich, and SER); the National Science Council, Taipei; the Thailand Center of Excellence in Physics, the Institute for the Promotion of Teaching Science and Technology of Thailand and the National Science and Technology Development Agency of Thailand; the Scientific and Technical Research Council of Turkey, and Turkish Atomic Energy Authority; the Science and Technology Facilities Council, U.K.; the US Department of Energy, and the US National Science Foundation.

Individuals have received support from the Marie-Curie programme and the European Research Council and EPLANET (European Union); the Leventis Foundation; the A. P. Sloan Foundation; the Alexander von Humboldt Foundation; the Belgian Federal Science Policy Office; the Fonds pour la Formation à la Recherche dans l’Industrie et dans l’Agriculture (FRIA-Belgium); the Agentschap voor Innovatie door Wetenschap en Technologie (IWT-Belgium); the Ministry of Education, Youth and Sports (MEYS) of Czech Republic; the Council of Science and Industrial Research, India; the Compagnia di San Paolo (Torino); the HOMING PLUS programme of Foundation for Polish Science, cofinanced by EU, Regional Development Fund; and the Thalis and Aristeia programmes cofinanced by EU-ESF and the Greek NSRF.

References


[21] CMS ELECTROMAGNETIC CALORIMETER GROUP collaboration, P. Adzic et al., Intercalibration of the barrel electromagnetic calorimeter of the CMS experiment at start-up, 2008 JINST 3 P10007 [SPIRE].


[27] P. Baillon et al., Performance of the cooling system of the CMS ECAL, in Proceedings of the 8th conference on Astroparticle, Particle and Space Physics, Detectors and Medical Applications, Como Italy (2003), pg. 203 [SPIRE].


The CMS collaboration

Yerevan Physics Institute, Yerevan, Armenia
S. Chatrchyan, V. Khachatryan, A.M. Sirunyan, A. Tumasyan

Institut für Hochenergiephysik der OeAW, Wien, Austria
W. Adam, T. Bergauer, M. Dragicevic, J. Erö, C. Fabjan¹, M. Friedl, R. Frühwirth¹, V.M. Ghete, N. Hörmann, J. Hrubec, M. Jeitler¹, W. Kiesenhofer, V. Knünz, M. Krammer¹, I. Krätschmer, D. Liko, I. Mikulec, D. Rabady², B. Rahbaran, C. Rohringer, H. Rohringer, R. Schöfbeck, J. Strauss, A. Taurok, W. Treberer-Treberspurg, W. Waltenberger, C.-E. Wulz¹

National Centre for Particle and High Energy Physics, Minsk, Belarus
V. Mossolov, N. Shumeiko, J. Suarez Gonzalez

Universiteit Antwerpen, Antwerpen, Belgium

Vrije Universiteit Brussel, Brussel, Belgium

Université Libre de Bruxelles, Bruxelles, Belgium

Ghent University, Ghent, Belgium

Université Catholique de Louvain, Louvain-la-Neuve, Belgium

Université de Mons, Mons, Belgium
N. Beliy, T. Caebergs, E. Daubie, G.H. Hammad

Centro Brasileiro de Pesquisas Fisicas, Rio de Janeiro, Brazil

Universidade do Estado do Rio de Janeiro, Rio de Janeiro, Brazil
Universidade Estadual Paulista a, Universidade Federal do ABC b, São Paulo, Brazil
T.S. Anjos b, C.A. Bernardes b, F.A. Dias a, T.R. Fernandez Perez Tomei a, E.M. Gregores b, C. Lagana a, F. Marinho a, P.G. Mercadante b, S.F. Novaes a, Sandra S. Padula a

Institute for Nuclear Research and Nuclear Energy, Sofia, Bulgaria
V. Genchev 2, P. Iaydjiev 2, S. Piperov, M. Rodozov, S. Stoykova, G. Sultanov, V. Tcholakov, R. Trayanov, M. Vutova

University of Sofia, Sofia, Bulgaria
A. Dimitrov, R. Hadijiiska, V. Kozhuharov, L. Litov, B. Pavlov, P. Petkov

Institute of High Energy Physics, Beijing, China

State Key Laboratory of Nuclear Physics and Technology, Peking University, Beijing, China
C. Asawatangtrakuldee, Y. Ban, Y. Guo, Q. Li, W. Li, S. Liu, Y. Mao, S.J. Qian, D. Wang, L. Zhang, W. Zou

Universidad de Los Andes, Bogota, Colombia
C. Avila, C.A. Carrillo Montoya, J.P. Gomez, B. Gomez Moreno, J.C. Sanabria

Technical University of Split, Split, Croatia
N. Godinovic, D. Lelas, R. Plestina b, D. Polic, I. Puljak

University of Split, Split, Croatia
Z. Antunovic, M. Kovac

Institute Rudjer Boskovic, Zagreb, Croatia
V. Brigljevic, S. Duric, K. Kadija, J. Luetic, D. Mekterovic, S. Morovic, L. Tikvica

University of Cyprus, Nicosia, Cyprus
A. Attikis, G. Mavromanolakis, J. Mousa, C. Nicolaou, F. Ptochos, P.A. Razis

Charles University, Prague, Czech Republic
M. Finger, M. Finger Jr.

Academy of Scientific Research and Technology of the Arab Republic of Egypt, Egyptian Network of High Energy Physics, Cairo, Egypt
Y. Assran 9, A. Ellithi Kamel 10, M.A. Mahmoud 11, A. Mahrous 12, A. Radi 13, 14

National Institute of Chemical Physics and Biophysics, Tallinn, Estonia
M. Kadastik, M. Mütel, M. Murumaa, M. Raidal, L. Rebane, A. Tiko

Department of Physics, University of Helsinki, Helsinki, Finland
P. Eerola, G. Fedi, M. Voutilainen

Helsinki Institute of Physics, Helsinki, Finland
Lappeenranta University of Technology, Lappeenranta, Finland
A. Korpela, T. Tuuva

DSM/IRFU, CEA/Saclay, Gif-sur-Yvette, France

Laboratoire Leprince-Ringuet, Ecole Polytechnique, IN2P3-CNRS, Palaiseau, France

Institut Pluridisciplinaire Hubert Curien, Université de Strasbourg, Université de Haute Alsace Mulhouse, CNRS/IN2P3, Strasbourg, France

Centre de calcul de l’Institut National de Physique Nucleaire et de Physique des Particules, CNRS/IN2P3, Villeurbanne, France
S. Gadrat

Université de Lyon, Université Claude Bernard Lyon 1, CNRS-IN2P3, Institut de Physique Nucléaire de Lyon, Villeurbanne, France

Institute of High Energy Physics and Informatization, Tbilisi State University, Tbilisi, Georgia
Z. Tsamalaidze17

RWTH Aachen University, I. Physikalisches Institut, Aachen, Germany

RWTH Aachen University, III. Physikalisches Institut A, Aachen, Germany
RWTH Aachen University, III. Physikalisches Institut B, Aachen, Germany

Deutsches Elektronen-Synchrotron, Hamburg, Germany

University of Hamburg, Hamburg, Germany

Institut für Experimentelle Kernphysik, Karlsruhe, Germany

Institute of Nuclear and Particle Physics (INPP), NCSR Demokritos, Aghia Paraskevi, Greece

University of Athens, Athens, Greece
L. Gouskos, T.J. Mertzimekis, A. Panagiotou, N. Saoulidou, E. Stiliaris

University of Ioáinnina, Ioánnina, Greece
X. Aslanoglou, I. Evangelou, G. Flouris, C. Foudas, P. Kokkas, N. Manthos, I. Papadopoulos, E. Parasas

KFKI Research Institute for Particle and Nuclear Physics, Budapest, Hungary
G. Bencze, C. Hajdu, P. Hidas, D. Horváth, B. Radics, F. Sikler, V. Veszprémi, G. Vesztergombi, A.J. Zsigmond
Institute of Nuclear Research ATOMKI, Debrecen, Hungary
N. Beni, S. Czellari, J. Molnar, J. Palinkas, Z. Szillasi

University of Debrecen, Debrecen, Hungary
J. Karancsi, P. Raics, Z.L. Trocsanyi, B. Ujvari

National Institute of Science Education and Research, Bhubaneswar, India
S.K. Swain

Panjab University, Chandigarh, India

University of Delhi, Delhi, India
Ashok Kumar, Arun Kumar, S. Ahuja, A. Bhardwaj, B.C. Choudhary, S. Malhotra, M. Naimuddin, K. Ranjan, P. Saxena, V. Sharma, R.K. Shivpuri

Saha Institute of Nuclear Physics, Kolkata, India

Bhabha Atomic Research Centre, Mumbai, India
A. Abdulsalam, D. Dutta, S. Kailas, V. Kumar, A.K. Mohanty, L.M. Pant, P. Shukla, A. Topkar

Tata Institute of Fundamental Research - EHEP, Mumbai, India

Tata Institute of Fundamental Research - HECR, Mumbai, India
S. Banerjee, S. Dugad

Institute for Research in Fundamental Sciences (IPM), Tehran, Iran

University College Dublin, Dublin, Ireland
M. Grunewald

INFN Sezione di Bari, Politecnico di Bari, Bari, Italy

INFN Sezione di Bologna, Università di Bologna, Bologna, Italy
INFN Sezione di Catania, Università di Catania, Catania, Italy
S. Albergo, M. Chiorboli, S. Costa, R. Potenza, A. Tricomi, C. Tuve

INFN Sezione di Firenze, Università di Firenze, Firenze, Italy
G. Barbagni, V. Ciulli, C. Cividini, R. D’Alessandro, E. Focardi, S. Frosali, E. Gallo, S. Gonzi, V. Gori, P. Lenzia, M. Meschini, S. Paoloeti, G. Sguazzoni, A. Tropiano

INFN Laboratori Nazionali di Frascati, Frascati, Italy
L. Benussi, S. Bianco, F. Fabbri, D. Piccolo

INFN Sezione di Genova, Università di Genova, Genova, Italy
P. Fabbricatore, R. Musenich, T. Sosi

INFN Sezione di Milano-Bicocca, Università di Milano-Bicocca, Milano, Italy

INFN Sezione di Napoli, Università di Napoli ‘Federico II’, Napoli, Italy
S. Buontempo, N. Cavallo, A. De Cosa, F. Fabozzi, A.O.M. Iorio, L. Lista, M. Merola, P. Paolucci

INFN Sezione di Padova, Università di Padova, Padova, Italy

INFN Sezione di Pavia, Università di Pavia, Pavia, Italy
M. Gabusi, S.P. Ratti, C. Riccardi, P. Vitulo

INFN Sezione di Perugia, Università di Perugia, Perugia, Italy
M. Biasini, G.M. Bilei, L. Faní, P. Lariccia, G. Mantovani, M. Menichelli, A. Nappi, F. Romeo, A. Saha, A. Santocchia, A. Spiezia

INFN Sezione di Pisa, Università di Pisa, Scuola Normale Superiore di Pisa, Pisa, Italy

INFN Sezione di Roma, Università di Roma, Roma, Italy
INFN Sezione di Torino $^a$, Università di Torino $^b$, Università del Piemonte Orientale (Novara) $^c$, Torino, Italy
N. Amapane$^{a,b}$, R. Arcidiacono$^{a,c}$, S. Argiro$^{a,b}$, M. Arneodo$^{a,c}$, C. Biino$^a$, N. Cartiglia$^a$, S. Casasso$^{a,b}$, M. Costa$^{a,b}$, N. Demaria$^a$, C. Mariotti$^a$, S. Maselli$^a$, E. Migliore$^{a,b}$, V. Monaco$^{a,b}$, M. Musich$^a$, M.M. Obertino$^{a,c}$, N. Pastrone$^a$, M. Pelliccioni$^{a,2}$, A. Potenza$^{a,b}$, A. Romero$^{a,b}$, R. Sacchi$^{a,b}$, A. Solano$^{a,b}$, A. Staiano$^a$, U. Tamponi$^a$, P.P. Trapani$^{a,b}$, L. Visca$^{a,b}$

INFN Sezione di Trieste $^a$, Università di Trieste $^b$, Trieste, Italy
S. Belforte$^a$, V. Candelise$^{a,b}$, M. Casarsa$^a$, F. Cossutti$^{a,2}$, G. Della Ricca$^{a,b}$, B. Gobbo$^a$, C. La Licata$^{a,b}$, M. Marone$^{a,b}$, D. Montanino$^{a,b}$, A. Penzo$^a$, A. Schizzi$^{a,b}$, A. Zanetti$^a$

Kangwon National University, Chuncheon, Korea
T.Y. Kim, S.K. Nam

Kyungpook National University, Daegu, Korea
S. Chang, D.H. Kim, G.N. Kim, J.E. Kim, D.J. Kong, Y.D. Oh, H. Park, D.C. Son

Chonnam National University, Institute for Universe and Elementary Particles, Kwangju, Korea
J.Y. Kim, Zero J. Kim, S. Song

Korea University, Seoul, Korea
S. Choi, D. Gyun, B. Hong, M. Jo, H. Kim, T.J. Kim, K.S. Lee, S.K. Park, Y. Roh

University of Seoul, Seoul, Korea
M. Choi, J.H. Kim, C. Park, I.C. Park, S. Park, G. Ryu

Sungkyunkwan University, Suwon, Korea

Vilnius University, Vilnius, Lithuania
I. Grigelionis, A. Juodagalvis

Centro de Investigacion y de Estudios Avanzados del IPN, Mexico City, Mexico

Universidad Iberoamericana, Mexico City, Mexico
S. Carrillo Moreno, F. Vazquez Valencia

Benemerita Universidad Autonoma de Puebla, Puebla, Mexico
H.A. Salazar Ibarra

Universidad Autónoma de San Luis Potosí, San Luis Potosí, Mexico
E. Casimiro Linares, A. Morelos Pineda, M.A. Reyes-Santos

University of Auckland, Auckland, New Zealand
D. Krofcheck

University of Canterbury, Christchurch, New Zealand
A.J. Bell, P.H. Butler, R. Doesburg, S. Reucroft, H. Silverwood
National Centre for Physics, Quaid-I-Azam University, Islamabad, Pakistan

National Centre for Nuclear Research, Swierk, Poland

Institute of Experimental Physics, Faculty of Physics, University of Warsaw, Warsaw, Poland

Laboratório de Instrumentação e Física Experimental de Partículas, Lisboa, Portugal

Joint Institute for Nuclear Research, Dubna, Russia

Petersburg Nuclear Physics Institute, Gatchina (St. Petersburg), Russia

Institute for Nuclear Research, Moscow, Russia

Institute for Theoretical and Experimental Physics, Moscow, Russia
V. Epshteyn, M. Erofeeva, V. Gavrilov, N. Lychkovskaya, V. Popov, G. Safronov, S. Semenov, A. Spiridonov, V. Stolin, E. Vlasov, A. Zhokin

P.N. Lebedev Physical Institute, Moscow, Russia

Skobeltsyn Institute of Nuclear Physics, Lomonosov Moscow State University, Moscow, Russia
A. Belyaev, E. Boos, M. Dubinin², L. Dudko, A. Ershov, A. Gribushin, V. Klyukhin, O. Kodolova, I. Lokhtin, A. Markina, S. Obraztsov, S. Petrushanko, V. Savrin, A. Snigirev

State Research Center of Russian Federation, Institute for High Energy Physics, Protvino, Russia
University of Belgrade, Faculty of Physics and Vinca Institute of Nuclear Sciences, Belgrade, Serbia
P. Adzic\textsuperscript{32}, M. Ekmedzic, D. Krpic\textsuperscript{32}, J. Milosevic

Centro de Investigaciones Energéticas Medioambientales y Tecnológicas (CIEMAT), Madrid, Spain

Universidad Autónoma de Madrid, Madrid, Spain
C. Albajar, J.F. de Trocóniz

Universidad de Oviedo, Oviedo, Spain

Instituto de Física de Cantabria (IFCA), CSIC-Universidad de Cantabria, Santander, Spain

CERN, European Organization for Nuclear Research, Geneva, Switzerland

Paul Scherrer Institut, Villigen, Switzerland
Institute for Particle Physics, ETH Zurich, Zurich, Switzerland

Universität Zürich, Zurich, Switzerland
C. Amsler, V. Chiochia, C. Favaro, M. Ivova Rikova, B. Kilminster, B. Millan Mejias, P. Otiougova, P. Robmann, H. Snoek, S. Taroni, S. Tupputi, M. Verzetti

National Central University, Chung-Li, Taiwan

National Taiwan University (NTU), Taipei, Taiwan

Chulalongkorn University, Bangkok, Thailand
B. Asavapibhop, N. Suwonjandee

Cukurova University, Adana, Turkey

Middle East Technical University, Physics Department, Ankara, Turkey

Bogazici University, Istanbul, Turkey
E. Gümlemez, B. Isildak, M. Kaya, O. Kaya, S. Ozkorucuklu, N. Sonmez

Istanbul Technical University, Istanbul, Turkey
H. Bahtiyar, E. Barlas, K. Cankocak, Y.O. Günaydın, F.I. Vardarlı, M. Yücel

National Scientific Center, Kharkov Institute of Physics and Technology, Kharkov, Ukraine
L. Levchuk, P. Sorokin

University of Bristol, Bristol, United Kingdom
Rutherford Appleton Laboratory, Didcot, United Kingdom

Imperial College, London, United Kingdom

Brunel University, Uxbridge, United Kingdom

Baylor University, Waco, U.S.A.
J. Dittmann, K. Hatakeyama, A. Kasmi, H. Liu, T. Scarborough

The University of Alabama, Tuscaloosa, U.S.A.
O. Charaf, S.I. Cooper, C. Henderson, P. Rumerio

Boston University, Boston, U.S.A.
A. Avetisyan, T. Bose, C. Fantasia, A. Heister, P. Lawson, D. Lazard, J. Rohlf, D. Sperka, J. St. John, L. Sulak

Brown University, Providence, U.S.A.

University of California, Davis, Davis, U.S.A.

University of California, Los Angeles, U.S.A.

University of California, Riverside, Riverside, U.S.A.

University of California, San Diego, La Jolla, U.S.A.

University of California, Santa Barbara, Santa Barbara, U.S.A.

California Institute of Technology, Pasadena, U.S.A.

Carnegie Mellon University, Pittsburgh, U.S.A.
V. Azzolini, A. Calamba, R. Carroll, T. Ferguson, Y. Iiyama, D.W. Jang, Y.F. Liu, M. Paulini, J. Russ, H. Vogel, I. Vorobiev

University of Colorado at Boulder, Boulder, U.S.A.

Cornell University, Ithaca, U.S.A.

Fairfield University, Fairfield, U.S.A.
D. Winn

Fermi National Accelerator Laboratory, Batavia, U.S.A.

University of Florida, Gainesville, U.S.A.
Florida International University, Miami, U.S.A.

Florida State University, Tallahassee, U.S.A.

Florida Institute of Technology, Melbourne, U.S.A.
M.M. Baarmand, B. Dorney, M. Hohlmann, H. Kalakhety, F. Yumiceva

University of Illinois at Chicago (UIC), Chicago, U.S.A.

The University of Iowa, Iowa City, U.S.A.

Johns Hopkins University, Baltimore, U.S.A.

The University of Kansas, Lawrence, U.S.A.

Kansas State University, Manhattan, U.S.A.
A.F. Barfuss, I. Chakaberia, A. Ivanov, S. Khalil, M. Makouski, Y. Maravin, S. Shrestha, I. Svintradze

Lawrence Livermore National Laboratory, Livermore, U.S.A.
J. Gronberg, D. Lange, F. Rebassoo, D. Wright

University of Maryland, College Park, U.S.A.

Massachusetts Institute of Technology, Cambridge, U.S.A.

University of Minnesota, Minneapolis, U.S.A.
University of Mississippi, Oxford, U.S.A.
L.M. Cremaldi, R. Kroeger, L. Perera, R. Rahmat, D.A. Sanders, D. Summers

University of Nebraska-Lincoln, Lincoln, U.S.A.

State University of New York at Buffalo, Buffalo, U.S.A.

Northeastern University, Boston, U.S.A.

Northwestern University, Evanston, U.S.A.

University of Notre Dame, Notre Dame, U.S.A.

The Ohio State University, Columbus, U.S.A.
L. Antonelli, B. Bylsma, L.S. Durkin, C. Hill, R. Hughes, K. Kotov, T.Y. Ling, D. Puigh, M. Rodenburg, G. Smith, C. Vuosalo, G. Williams, B.L. Winer, H. Wolfe

Princeton University, Princeton, U.S.A.

University of Puerto Rico, Mayaguez, U.S.A.
E. Brownson, A. Lopez, H. Mendez, J.E. Ramirez Vargas

Purdue University, West Lafayette, U.S.A.

Purdue University Calumet, Hammond, U.S.A.
S. Guragain, N. Parashar

Rice University, Houston, U.S.A.
A. Adair, B. Akgun, K.M. Ecklund, F.J.M. Geurts, W. Li, B.P. Padley, R. Redjimi, J. Roberts, J. Zabel
University of Rochester, Rochester, U.S.A.
B. Betchart, A. Bodek, R. Covarelli, P. de Barbaro, R. Demina, Y. Eshaq, T. Ferbel, A. Garcia-Bellido, P. Goldenzweig, J. Han, A. Harel, D.C. Miner, G. Petrillo, D. Vishnevskiy, M. Zielinski

The Rockefeller University, New York, U.S.A.
A. Bhatti, R. Ciesielski, L. Demortier, K. Goulianos, G. Lungu, S. Malik, C. Mesropian

Rutgers, The State University of New Jersey, Piscataway, U.S.A.

University of Tennessee, Knoxville, U.S.A.
G. Cerizza, M. Hollingsworth, S. Spanier, Z.C. Yang, A. York

Texas A&M University, College Station, U.S.A.

Texas Tech University, Lubbock, U.S.A.
N. Akchurin, J. Damgov, C. Dragoiu, P.R. Dudero, C. Jeong, K. Kovitanggoon, S.W. Lee, T. Libeiro, I. Volobouev

Vanderbilt University, Nashville, U.S.A.

University of Virginia, Charlottesville, U.S.A.

Wayne State University, Detroit, U.S.A.
S. Gollapinni, R. Harr, P.E. Karchin, C. Kottachchi Kankanamge Don, P. Lamichhane, A. Sakharov

University of Wisconsin, Madison, U.S.A.

†: Deceased
1: Also at Vienna University of Technology, Vienna, Austria
2: Also at CERN, European Organization for Nuclear Research, Geneva, Switzerland
3: Also at Institut Pluridisciplinaire Hubert Curien, Université de Strasbourg, Université de Haute Alsace Mulhouse, CNRS/IN2P3, Strasbourg, France
4: Also at National Institute of Chemical Physics and Biophysics, Tallinn, Estonia
5: Also at Skobeltsyn Institute of Nuclear Physics, Lomonosov Moscow State University, Moscow, Russia
6: Also at Universidade Estadual de Campinas, Campinas, Brazil
7: Also at California Institute of Technology, Pasadena, U.S.A.
8: Also at Laboratoire Leprince-Ringuet, Ecole Polytechnique, IN2P3-CNRS, Palaiseau, France
9: Also at Suez Canal University, Suez, Egypt
10: Also at Cairo University, Cairo, Egypt
11: Also at Fayoum University, El-Fayoum, Egypt
12: Also at Helwan University, Cairo, Egypt
13: Also at British University in Egypt, Cairo, Egypt
14: Now at Ain Shams University, Cairo, Egypt
15: Also at National Centre for Nuclear Research, Swierk, Poland
16: Also at Université de Haute Alsace, Mulhouse, France
17: Also at Joint Institute for Nuclear Research, Dubna, Russia
18: Also at Brandenburg University of Technology, Cottbus, Germany
19: Also at The University of Kansas, Lawrence, U.S.A.
20: Also at Institute of Nuclear Research ATOMKI, Debrecen, Hungary
21: Also at Eötvös Loránd University, Budapest, Hungary
22: Also at Tata Institute of Fundamental Research - EHEP, Mumbai, India
23: Also at Tata Institute of Fundamental Research - HECR, Mumbai, India
24: Now at King Abdulaziz University, Jeddah, Saudi Arabia
25: Also at University of Visva-Bharati, Santiniketan, India
26: Also at Sharif University of Technology, Tehran, Iran
27: Also at Isfahan University of Technology, Isfahan, Iran
28: Also at Plasma Physics Research Center, Science and Research Branch, Islamic Azad University, Tehran, Iran
29: Also at Laboratori Nazionali di Legnaro dell’ INFN, Legnaro, Italy
30: Also at Università degli Studi di Siena, Siena, Italy
31: Also at Universidad Michoacana de San Nicolas de Hidalgo, Morelia, Mexico
32: Also at Faculty of Physics, University of Belgrade, Belgrade, Serbia
33: Also at Facoltà Ingegneria, Università di Roma, Roma, Italy
34: Also at Scuola Normale e Sezione dell’INFN, Pisa, Italy
35: Also at INFN Sezione di Roma, Roma, Italy
36: Also at University of Athens, Athens, Greece
37: Also at Rutherford Appleton Laboratory, Didcot, United Kingdom
38: Also at Paul Scherrer Institut, Villigen, Switzerland
39: Also at Institute for Theoretical and Experimental Physics, Moscow, Russia
40: Also at Albert Einstein Center for Fundamental Physics, Bern, Switzerland
41: Also at Gaziosmanpasa University, Tokat, Turkey
42: Also at Adiyaman University, Adiyaman, Turkey
43: Also at The University of Iowa, Iowa City, U.S.A.
44: Also at Mersin University, Mersin, Turkey
45: Also at Izmir Institute of Technology, Izmir, Turkey
46: Also at Ozyegin University, Istanbul, Turkey
47: Also at Kafkas University, Kars, Turkey
48: Also at Suleyman Demirel University, Isparta, Turkey
49: Also at Ege University, Izmir, Turkey
50: Also at Mimar Sinan University, Istanbul, Istanbul, Turkey
51: Also at Kahramanmaras Sütçü Imam University, Kahramanmaras, Turkey
52: Also at School of Physics and Astronomy, University of Southampton, Southampton, U.K.
53: Also at INFN Sezione di Perugia; Università di Perugia, Perugia, Italy
54: Also at Utah Valley University, Orem, U.S.A.
55: Also at Institute for Nuclear Research, Moscow, Russia
56: Also at University of Belgrade, Faculty of Physics and Vinca Institute of Nuclear Sciences, Belgrade, Serbia
57: Also at Argonne National Laboratory, Argonne, U.S.A.
58: Also at Erzincan University, Erzincan, Turkey
59: Also at Yildiz Technical University, Istanbul, Turkey
60: Also at Texas A&M University at Qatar, Doha, Qatar
61: Also at Kyungpook National University, Daegu, Korea